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Executive  Summary 


The  Joint  Services  Operational  Requirements  (JSOR)  for  vision,  communications,  respiration,  thermal, 
personal  support,  compatibility  and  psychological  factors  are  presented  in  this  summary.  The  body  of 
the  report  provides  the  test  methods  used  with  other  pertinent  information.  The  test  equipment  and 
cost  of  equipment  are  provided  with  recommendations  for  selection  of  the  test  and  the  equipment.  The 
"Recommendation*  section  provides  a  synopsis  of  the  findings  and  suggested  equipment  the  Advanced 
Protective  Systems  Integration  Laboratory  may  want  to  evaluate  for  use  with  advanced  mask  design. 


Vision 


Luminous  Transmittance  Requirement 

The  luminance  transmittance  shall  be  equal  to  or  greater  than  85  %. 

Recommendation 

The  listed  test  methods  are  capable  of  providing  non-subjective,  quantitative  evaluations  of  protective 
lens.  American  National  Standard  Institute  (ANSI  Z87. 1-1989),  MIL-V-43511  and  the  Canadian 
Standard  Association  (CSA-Z94.3)  all  advocate  the  use  of  a  spectrophotometer.  This  device  is  capable 
of  measuring  absolute  transmission  in  ultraviolet,  visible  and  near  infrared  wavelength  regions.  Future 
battlefield  threats  may  include  lasers  with  wavelengths  outside  of  the  visible  region.  The  wider  range 
in  wavelength  monitoring  capability  of  the  spectrophotometer  may  prove  useful  when  future  threats 
become  realized. 

The  most  absolute  transmittance  measuring  instrument  is  the  spectrophotometer.  Certain  types  if 
spectrophotometers  can  measure  transmittance  for  wavelength  bands  from  ultraviolet  (190  nm)  to  near 
infmed  (1 100  nm).  Spectrophotometer  data  may  require  more  extensive  processing.  Processed  data 
can  provide  both  luminance  transmittance  and  chromaticity  coordinates.  The  added  ability  to  measure 
transmittance  in  the  ultraviolet  and  infirared  regions  may  prove  usefil  when  future  battlefield  threats, 
such  as  lasers,  become  realized. 

Haze  Requirement 

Haze  shall  be  less  than  or  equal  to  S  % . 

Recommendation 

The  Gardner  Hazemeter  was  cited  in  three  of  the  standards.  The  Hazemeter  should  be  capable  of 
providing  quantitative  and  repeatable  results. 


VII 


Both  the  Gardner  Hazegard  and  the  Hunter  Colorimeter  are  an  adequate  instrument  for  measuring 
percent  haze  of  the  mask  lens.  The  Hunter  Colorimeter  can  also  provide  chromaticity  coordinates. 
The  Hazegard  is  preferred  because  of  its  low  cost.  The  need  tor  chromaticity  coordinates  is  not 
actually  stated  and,  if  desired  can  be  provided  by  the  spectrophotometer. 

Vertical  Prismatic  Deviation  Requirement 

Vertical/horizontal  prismatic  deviation  shall  not  exceed  0.18  diopters.  The  algebraic  sum  and 
difference  of  the  horizontal  deviation  between  the  two  center  points  must  not  exceed  0.50  and  0.18 
diopters  respectively. 

Recommendation 

Both  the  lensometer  and  focimeter  type  instruments  are  capable  of  providing  quantitative  and 
repeatable  results.  New  automated  lens  analyzers,  such  as  the  Humphery  Lens  Analyzer,  can  not  only 
measure  prism  deviation  but  also  refractive  power  and  cylinder.  The  automated  Lens  Analyzer  may 
provide  repeatable  data. 

There  are  two  main  types  of  instruments  commonly  used  to  measure  the  prism  and  power  of  lens; 
telescopes  and  focimeters.  Telescopes  are  considered  more  cumbersome  than  focimeters  due  to  the 
large  amount  of  space  they  require.  The  focimeter  (i.e.,  the  Vertometer  of  Reichart  Optical)  is 
subjective  which  may  reduce  die  reliability  of  the  data.  One  option  described  by  Dr.  John  Masso 
(telecon-AO  Tech)  is  a  prism  testing  setup  developed  by  American  Optical  which  measures  the  prism 
of  the  lens  in  the  'as  worn'  position.  The  protective  device  is  placed  on  an  Alderson  50th  percentile 
head  form  and  the  vertical  and  horizontal  prism  deviations  are  measured.  Perhaps  the  easiest  method 
of  measuring  prism,  refractive  power  and  cylinder  is  the  Humphery  Lens  Analyzer  system.  This 
system  is  compact  and  automated  and  should  provide  non-subjective  repeatable  measurements. 

Refractive  Power  Requirement 

The  refractive  power  of  the  lens  shall  be  less  than  or  equal  to  0.125  diopters. 

Recommendation 

Both  the  lensometer  and  focimeter  should  be  capable  of  providing  quantitative  and  repeatable  results. 
As  stated  in  the  prism  recommendations,  the  automated  Humphery  Lens  Analyzer  is  capable  of 
measuring  prism,  refractive  power  and  cylinder. 

Distortion/Definition/ Astigmatism  Requirement 

Distortion  shall  be  subjectively  compared  to  the  distortion  standards  shown  in  Figure  1  of  Mil-V- 
4351 IB. 

Recommendation 

The  were  no  quantitative  (non-subjective)  methods  of  measuring  distortion  identified.  The  Ann  Arbor 
optical  tester  should  provide  adequate  distortion  assessments  of  protective  masks. 


VIll 


A  non-subjective  method  of  measuring  distortion  was  not  found.  Perhaps  the  most  accurate  and 
reproducible  measuring  technique  would  use  the  Ann  Arbor  Optical  Tester.  This  system,  with  the  use 
of  a  mirror,  projects  vertical  lines  through  the  lens  twice.  The  resulting  image  can  be  compared  with 
image  standards  to  'quantify'  the  measurements.  Dr.  Loshin  of  the  College  of  Optometry  at  the 
University  of  Houston  advocated  analyzing  the  lens  using  modulation  transfer  functions.  Although  this 
process  will  not  completely  address  the  distortion  issue,  it  does  provide  another  method  of  quantifying 
the  characteristics  of  a  lens. 

Peripheral  Fleld-or>Viev.'  Requirement 

No  requirements  presented. 

Recommendations 

There  are  two  main  drawbacks  to  using  the  Haag-Streit  Perimeter.  The  test  method  is  subjective  and 
it  is  difficult  to  maintain  a  constant  focal  distance  from  the  eye  to  the  apparatus  which  could  lead  to 
variability  in  the  results.  The  use  of  the  Alderson  SOth  percentile  male  head  form  in  a  goniometer 
should  be  capable  of  providing  quantitative  and  repeatable  results.  These  results  should  be  useful  in 
FOV  comparisons  between  different  mask  types. 

The  most  important  issue  to  confront  is  the  lack  of  requirements  for  peripheral  FOV  in  the  JSOR.  In 
fact,  out  of  the  four  standards  reviewed,  only  the  CSA  contained  FOV  requirements.  The  CSA  FOV 
requirements  for  Cup  Goggles  and  Monoframe  Goggles  are  listed  below: 

Cup  Goggles:  Eye-cups  shall  be  right  and  left  pairs  and  each  eye-cup  shall  permit  an  efrective  angle 
of  monocular  vision  not  less  than  90^  from  a  reference  point  20  millimeters  (mm)  behind  the  center  of 
the  inner  (rear)  surface  of  the  goggle  lens. 

Monoframe  Goggles:  The  one-piece  frame  goggle  shall  permit  an  angle  of  binocular  vision  of  not  less 
than  60*^  horizontally  and  80^  vertically  from  two  reference  points  20  mm  behind  the  inner  (rear) 
surface  of  the  lens  and  65  mm  apart,  symmetrically  situated  in  po.sitions  reasonable  simulating  the 
positions  of  a  wearer's  eyes. 

The  origin  of  the  CSA  requirement  is  uncertain.  Further  testing  may  be  necessary  to  substantiate  the 
FOV  requirements. 

The  only  non-subjective  method  of  measuring  field-of-view  (FOV)  is  the  goniometer  device  described 
in  the  CSA  Z94.3.  The  mask  being  tested  in  the  as  worn  position  on  an  Alderson  SOth  percentile  male 
headform  is  situated  in  the  goniometer.  The  eyes  of  the  headform  are  equipped  with  light  sensors 
which  detect  the  collimated  light  as  the  headform  is  rotated.  This  setup  uses  existing  off-the-shelf 
equipment  and  should  provide  accurate,  reproducible  and  non-subjective  measurements. 

There  is  a  need  for  more  study  in  this  area.  FOV  requirements  must  be  established.  If  acceptable  or 
substantiated  requirements  can  not  be  found,  testing  will  be  necessary  to  establish  them. 

Reflecting  Glare  and  Glint  Requirement 

No  established  criteria. 


IX 


Recommendation 

Requirement  must  be  defln^  before  an  appropriate  test  method  can  be  identified. 

Shatter  Resistance  Requirement 

There  shall  be  no  lens  fractures  or  object  penetration. 

Recommendation 

Both  the  ANSI  Z87.1  and  the  CSA-Z94.3  test  methods  are  well  described  and  should  provided  reliable 
and  reproducible  results  for  high  mass  impact  tests.  MIL-STD-662  should  be  followed  to  provide  high 
velocity  impact  results.  Table  5  lists  the  vision  parameters  to  be  tested.  Included  in  the  Table  are  the 
recommended  equipment  to  test  those  parameters  and  the  estimated  cost  of  the  equipment. 

There  are  two  basic  types  of  shatter  resistance  tests;  high  mass  and  high  velocity.  Both  tests  provide 
valuable  information.  It  is  recommended  that  the  high  mass  testing  methods  in  ANSI  Z8  .M  and  high 
velocity  testing  methods  in  MIL-V-43511  both  be  used. 


Recommended  Visiop  Testing  Equipment 


Pinmeur 

Eouipmem 

Estimated  Cost 

Comments 

Lurainince  Tntumiiunce 

Spectropho.ometer 

$15lc 

Capable  of  measuring  absolute 
transmittance  trom  190  nm  to  >  200C  nm. 
Can  also  provide  chromaticity 
coordinates.  May  require  more  extensive 
data  analysis 

Hiz« 

$10  k 

PriuniUe  DeviiUon  and 

Retractive  Power 

Humphery  Lens  Analyzer 

1 

SlOk 

Any  curved  optical  lens  will  have  power, 
it  ia  important  to  measure  the  mask  in  the 
as  worn  position. 

The  Humphery  is  automated  and  ia 
capable  of  measuring  prism,  power  and 
cylinder. 

Distortion 

Ann  Arbor  Optical  Tester 

$2k 

Subiective. 

Peripheral  Field-of-View 

Goniometer  and  Alderson  50th 
%  Headform  1 

NA 

Solely  to  determine  if  there  ia  an 
obstruction. 

Subjective  Analysis 

NA  1 

NA 

Ballistic 

AMenon  50th  X'^Headform 
and  proiectile  source. 

NA 

ANSI  and  CSA  test  for  high  mass  impact. 
MIL  testa  for  hieh  veiocilv  impact. 

■■■Mil 

NA  >  Not  avtiUble  or  Not  Applicibla 
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Communications 


Requirement 

The  mask  shall  permit  intelligible  voice  transmission  (face  to  face)  and  shall  not  interfere  with  hearing. 
It  shall  permit  the  use  of  receiving  and  transmitting  communication  device.s  currently  in  use  by  the 
services,  those  now  in  development  and  those  in  use  at  the  time  of  the  new  mask  availability. 

Recommendation 

There  is  a  strong  indication  that  the  current  requi-ement  of  75%  MRT  is  not  adequate  or  acceptable  to 
the  soldier  in  the  field.  Mil-Std-1472D  states  the  75%  MRT  level  should  not  be  used  for  operational 
equipment.  The  NATO  standard  of  85%  MRT  should  be  considered  as  the  standard  with  91%  MRT 
as  a  design  goal.  Using  the  NATO  standard  will  require  redesign  of  the  voicemitter  and/or  the  use  of 
an  auditory  system  to  assist  the  soldier  in  the  field. 

It  is  recommended  that  since  a  large  monetary  investment  would  be  necessary  to  provide  the  facilities 
already  available  at  the  USAF  Biodynamics  and  Bioengineering  Lab  that,  CRDEC  send  any  mar.ks 
requiring  this  specialized  testing  to  Ac  US  Air  Force.  The  Air  Force  is  receptive  to  this 
intergovernmental  involvement,  wiA  the  director  of  the  Auditory  Test  Divisio.n  stating  he  would 
welcome  the  testing  for  the  U.S.  Army.  Tlie  contact  for  this  testing  is  Rickard  McKinley  at 
(513)  255-3660. 


Respiration 


Requirement 


Inhalation  breathing  resistance  shall  be  no  greater  tha”  55  millimeters  (mm)  of  water  at  85  liters  per 
minute  (1pm)  for  the  field  version  of  the  mask  and  no  greater  than  70  nun  of  water  at  85  1pm  for  the 
aviatioh  and  combat  vehicle  masks  with  attached  hoses.  Exhalation  breathing  resistance  shall  be  no 
greater  than  26  mm  of  water  at  85  ipm.  Under  normal  activity,  (undefined)  effective  dead  space  shall 
not  exc^  400  ml. 

1 

Recomitiendation 


The  rese^ch  points  to  the  development  of  tests  which  closely  mimic  specific  tasks  of  the  soldier’s 
work  environment.  If  this  is  the  case,  then  the  method  of  testing  respiration  should  be  tied  to  leg  and 
am  work!  This  type  of  perfomance  is  not  available  on  the  treadmill,  the  treadmill  can  only  provide  a 
key  to  those  tasks  requiring  data  on  marching  or  walking  tasks.  For  a  total  understanding  of  Ae 
workload  I’nposed  on  Ae  human,  an  arm/leg  ergometer  is  recommended.  If  an  arm/leg  ergometer  is 
nut  feasible,  Aen  Ae  leg  ergometer  is  recommended.  The  U.  S.  Military  is  moving  towards  Ae  use  of 
Ae  cycle  ergometer  as  Ae  standard  meAoJ  of  physical  fitness  testing,  replacing  Ae  1.5-miie  aerobics 
run.  Using  Ae  ergometer  would  provide  Ae  researcher  wiA  repeatable  baseline  data  for  each  test 
subject. 


With  the  ergometer  (or  treadmill),  the  M&dgrapbics  Metabolic  Cart  is  recommended  to  collect  data  on 
aerobic,  metabolic,  cardiopulmonary  and  thermal  responses.  Oxygen  uptake,  carbon  dioxide  output, 
respiratory  exchange  ratio,  pulmonary  ventilation,  ventilatory  equivalent  for  oxygen  and  respiratory 
rate  can  be  continuously  monitored  by  the  Medgraphics  CAD/Net  2001  Metabolic  Cart.  The  metabolic 
cart  is  an  automated  system  that  provides  continuously  updated  data  on  the  monitor  and  provides  a 
printout  of  tlie  information  following  the  test  procedures. 

Breathing  resistance  and  weight  distribution  can  be  measured  in  the  laboratory  and  then  correlated 
either  to  human  testing  results  or  past  experience  with  masks.  The  JSOR  requirement  for  inhalation 
resistance  is  55  mm  (max)  H2O  for  a  one  canister  system  field  mask.  For  armor  and  air  crew  masks, 
the  maximum  inhalation  resistance  is  70  mm  H2O.  The  maximum  exhalation  resistance  for  both  types 
of  mask  is  26  mm  H2O.  Breathing  resistance  is  currently  measured  by  introducing  a  known  constant 
flow  of  air  (usually  85  1pm)  to  the  inhalation/exhalation  path  and  measuring  the  pressure  drop  across 
critical  components  such  as  filters  and  exhalation  valves.  Masks  should  be  tested  by  sealing  the  mask 
on  an  Alderson  50%  headform  and  simulate  breathing.  Human  breatliing  is  simulated  in  a  sinusoidal 
pattern  with  pressure  transducers  mounted  to  measure  pressure  drops  during  the  entire  breathing  cycle. 
This  type  of  evaluation  allows  for  a  better  simulation  of  actual  wear  of  the  mask  including  flows  inside 
the  mask  and  interference  with  facial  features  or  mask  structures  than  with  constant  flow  evaluations. 
SAE  ARP  1109A  provides  test  setup  for  sinusoidal  breathing  evaluation.  Table  6  provides  cost  data 
on  the  manufactured  breathing  machines  available.  Three  companies  provide  breathing  machines 
which  may  be  connected  to  the  Alderson  headform:  Test  Engineering,  BioSystems,  Inc,  and  TSI. 

When  wearing  a  protective  mask,  resistance  must  be  carefully  controlled.  If  resistance  is  too  high, 
respiration  will  be  impeded  and  the  soldier  may  even  adopt  a  stance  in  which  a  leak  occurs.  If 
resistance  is  too  low,  the  forces  which  adhere  foe  mask  to  foe  face  during  inspiration  would  be  low, 
increasing  foe  risk  of  leaks  (Cotes,  1962).  Several  systematic  studies  were  conducted  by  Silverman 
(1945)  which  quantised  foe  physiological  response  to  increased  breathing  resistance.  One  of  foe 
conclusions  was  that  foe  physiological  responses  of  individuals  varied  considerably  for  each  resistance 
condition.  This  points  to  foe  individual  variability  with  which  mask  designers  must  contend.  The 
inhalation  and  exhalation  resistance  should  be  kept  to  foe  minimum  yet  protect  against  seal  leakage. 

The  design  goal  should  be  to  develop  a  mask  which  has  all  of  foe  protection  components,  yet  when  foe 
soldier  dons  foe  mask  there  is  very  little  change  in  breathing  resistance.  This  is  difficult  to 
accomplish,  but  foe  least  amount  of  resistance  which  will  properly  seal  foe  mask  is  recommended  from 
the  physiological  and  psychological  position  of  foe  soldiers. 

The  amount  of  breathing  resistance  which  is  described  as  being  physiologically  first  detectable  at  10 
mm  H2O  at  100 1pm,  first  observable  at  8.7  mm  H2O  and  100  1pm,  tolerable  at  15  mm  H2O  and  Love 
(1980)  concludes  that  total  breathing  resistance  should  be  kept  at  about  12  •  17  mm  H2O  with 
inspiratory  resistance  of  6  -14  mm  H2O.  Further  testing  will  be  required  to  substantiate  these 
numbers.  Other  than  laboratory  experiments,  foe  effects  on  actual  soldier  performance  of  different 
combinations  of  resistance  have  not  been  studied.  Most  studies  examine  foe  combined  effect  on  soldier 
performance  of  foe  protective  mask  and  clothing  system,  therefore  it  is  difficult  to  tease  out  of  foe 
studies  degradation  due  to  just  foe  breathing  resistance  of  foe  mask. 

Filter  Capacity  Recommendation:  As  seen  by  foe  soldier,  one  of  foe  most  debilitating  parts  of  foe 
chemical  protective  mask  is  foe  filter  system.  Typically,  the  more  experienced  soldier  will  not  put  foe 
filters  in  during  field  trials  or  foe>  remove  foe  filters  as  soon  as  they  are  out  of  sight  of  foe  test 
director.  The  filter  design  imposes  degradation  on  foe  soldier  which  requires  further  study.  The  best 
filter  would  be  one  which  contains  a  sensor  which  recognizes  foe  gases  in  foe  air,  analyzes  them  and 


increases  or  decreases  the  protection  level  to  protect  the  soldier  when  in  a  contaminated  em  ironment. 
When  not  in  a  contaminated  environment  the  filters  remain  essentially  non-existent. 

A  recommendation  for  agent  testing  of  the  mask  is  the  use  of  a  sinusoidal  breathing  system  which 
challenges  the  entire  mask  including  the  filter  with  live  agent  or  simulant.  In  the  past,  filter  cores  have 
been  challenged  at  high  concentration  and  constant  flew  rate  for  short  periods  of  time  (MIL-STD-282, 
for  C2,  M17,  etc.).  This  provides  data  which  are  difficult  to  correlate  with  actual  operational  usage  in 
a  contaminated  environment.  This  test  method  does  not  simulate  human  interface  or  operational  use  at 
all.  Exhalation  contamination,  bi-directional  flows,  human  interface  and  realistic  challenge  should  be 
simulated  to  provide  correlational  results. 

Dead  Space  Recommendation:  The  JSOR  states  that  effective  dead  space  within  a  protective  mask's 
respiratory  path  shall  not  exceed  400  ml.  This  low  volume  of  dead  air  will  limit  carbon  dioxide 
buildup  and  increase  wearability  of  the  mask.  Methods  u.sed  to  measure  dead  space  are  described  in 
CWLR  2264  (U.  S.  Army  Research  Institute  of  Environmental  Medicine,  Natick,  MA).  Johnson 
(1990)  concluded  that  dead  space  has  minimal  performance  e^ect,  perhaps  as  little  as  S  %  at  high 
moderate  to  high  work  rates.  At  very  high  work  rates,  dead  space  by  itself  would  be  expected  to  have 
a  smaller  effect  due  to  lower  end-tidd  CO2  percentages,  but  dead  space  combined  with  mask  resistance 
interactions  at  very  high  work  rates  may  cause  severe  degradation.  This  degradation,  in  the  form  of 
hyperventilation  has  been  seen  in  field  exercises,  but  has  not  been  documented  as  a  direct  effect  of 
dead  space. 

The  portion  of  the  population  with  CO2  sensitivity  is  between  2  and  5  %,  this  group  has  not  been 
studied  in  depth,  using  changes  in  a  combination  of  heavy  work,  dead  space  and  breathing  resistance  to 
determine  if  the  change  in  dead  space  would  affect  a  large  enough  sample  to  be  beneficial.  Any  change 
in  dead  space  would  also  need  to  be  studied  concerning  the  psychological  effects  of  moving  the 
respirator  closer  to  the  face  and  what  effect  the  thermal  response  to  this  change  would  be.  The  amount 
of  sweating  may  not  permit  moving  the  nose  cup  closer  to  the  face.  There  are  a  number  of  interactions 
which  must  be  studi^  before  changes  in  nose  cup  design  can  be  made. 


Thermal 


Requirement 

The  operational  temperature  range  as  between  25°F  to  120°F.  There  shall  be  no  degradation  in 
performance  during  wear  within  the  temperature  range.  The  criteria  for  performance  of  common 
military  skills,  as  modifed  for  the  temperature  environments,  shall  apply.  Methods  defned  in  the  test 
agency's  test  design  plan  will  be  utiliz^. 

Recommendation 

The  JSOR  does  not  provide  the  level  of  guidance  required  for  the  problem  of  thermal  effects  on  soldier 
performance.  It  is  obvious  from  this  short  discussion  that  the  effects  of  heat  and  mask  design  on 
performance  should  receive  more  study  than  it  has  in  tiis  past.  Some  very  basic  questions  are  going 
unanswered  and  should  be  evaluated  in  detail  to  provide  the  best  mask  design  to  the  soldier. 
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The  Advanced  Protective  Systems  Integrated  Laboratory  has  a  thermal  chamber  available.  Unless  this 
chamber  proves  to  be  ineffective  it  is  recommended  that  the  thermal  studies  using  human  subjects  be 
conducted  in  this  chamber.  The  use  of  the  Arm/Leg  Ergometer  (discussed  in  Respiratory  Section)  and 
the  MedGraphics  Metabolic  Cart  would  provide  a  comparison  with  actual  military  tasks  in  hot/wet  or 
hot/dry  environments. 

To  model  the  effects  of  different  clothing  combinations  with  the  mask  it  is  recommend  that  the  Heat 
Strain  Model  developed  at  ARIEM  be  used.  This  new  model  is  based  on  the  calculator-operated  heat 
strain  prediction  model  developed  by  the  U.  S.  Army  Research  Institute  for  Environmental  Medicine. 
The  model  can  be  used  to  determine  the  core  temperaf.;-  -t  various  Inj/CLO,  temperature,  humidity 
and  physical  workload  levels.  The  output  is  an  equilil  rium  'ore  temperature  and  time  required  to 
reach  that  temperature.  This  model  is  an  excellent  source  for  .analyzing  the  effects  of  various  mask  and 
hood  designs  on  human  core  temperature  without  the  use  of  human  subjects.  Those  mask  designs 
which  look  most  promising  can  then  be  tested  using  human  subjects. 


Personal  Support 


Requirement 

As  a  minimum,  the  mask  shall  provide  the  we?rer  with  a  drinking  capability  from  the  canteen.  The 
drinking  device  shall  be  capable  of  operating  in  temperatures  above  32®F  to  a  maximum  of  120®  F. 
The  mask  shall  allow  the  intake  of  one  quart  of  water  within  ten  minutes.  Water  intake  shall  begin  no 
more  than  15  seconds  following  initiation  of  mouth  generated  sucking  pressure.  The  time  required  to 
prepare  the  drinking  device  shall  be  no  more  than  two  minutes. 

No  requirement  has  been  established  for  eating  while  wearing  a  protective  mask.  The  Surgeon  General 
has  not  accepted  food  intake  in  a  chemical  environment.  The  last  work  on  the  feeding  through  the 
mask  was  accomplished  by  Natick  in  1987  (telecon-H.  Miller)  and  has  not  been  revitalized  since  then. 
Therefore,  we  did  not  look  into  the  feeding  procedures  any  further  than  to  gain  this  information. 

Recommendation 

The  testing  of  the  drinking  devices  for  respirators  is  straight  forward.  The  only  drawback  is  the 
subjective  nature  of  the  liquid  intake  tests.  A  flow  rate  device  should  be  constructed  to  measure  botli 
time  of  water  travel  through  the  drinking  device  and  the  rate  of  iiquid  intake.  These  analyses  and  a 
subjective  analysis  test  should  be  used  to  assess  the  overall  compatibility  of  the  device  with  the  user. 
Since  there  are  differences  in  drinking  speed  and  esophageal  response  to  swallowing  the  length, 
diameter  and  piacement  (location  of  the  drinking  tube  and  different  methods  of  water  intake)  of  the 
drinking  tube  requires  research. 
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Compatibility 
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Requirement 

The  mask  shall  allow  the  satisfactory  use  of  standard  optical  devices,  be  compatible  with  the  sights  of 
individual  and  crew-served  weapons,  the  head  harness  shall  not  cause  pressure  points  and  meet  the 
comfort  criteria.  The  comfort  criteria  state  that  trained  soldiers  shall  be  capable  of  wearing  the  mask 
for  12  hours  while  performing  their  assigned  military  duties  under  conditions  of  moderate  work  rate 
(undefined)  and  temperate  climatic  conditions.  The  total  weight  of  the  mask,  carrier  and  mask 
accessories  should  be  as  light  as  possible,  but  shall  not  exceed  4.0  pounds. 

Recommendation 

Compatibility,  comfort,  and  fit  requirements  are  typically  verified  through  human  performance  testing. 
Subjects  don  the  mask  and  perform  normal  tasks.  Observation  of  subjects  and  test  subject  comments 
identify  performance  degradation  areas  caused  by  the  mask.  Also,  during  mask  design/development, 
compatibility,  comfort  and  fit  concern  areas  can  be  addressed  and  many  problems  alleviated. 

The  JSOR  states  that  the  mask  shall  be  designed  so  that  the  mask  can  be  donned,  whether  standing, 
sitting,  kneeling  or  lying  prone  within  nine  seconds  by  properly  trained  personnel.  This  mask 
characteristic  can  only  be  measured  by  training  personnel  in  the  proper  procedures  for  donning  the 
mask  and  timing  their  performance. 

The  following  table  provides  the  listing  of  various  types  of  test  equipment,  the  evaluated  characteristic 
and  the  cost  of  that  equipment. 
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Mask  Protective  Seal  Evaluation  Equipment 


Company 


BioSystems,  Inc. 
(203)  344-1079 


POSI-CHECK 


TSI 

(distributed  by 
Instrumentation 
System,  Inc.) 
Steve  Snell 
(S13)  294-2838  or 
(216)  845-8800 
ai2)  823-7005 


iV8020  Porta 
Count  Plus 


Description 


Larger  than  head  hood,  sensitivity/smell 
solution,  fit  test  solution 


Larger  than  head  hood,  sensitivity/smell 
solution,  fit  teat  solution,  training 
videotape  and  case  for  kit. 


Custom  breathing  machines  can  be  built 
based  upon  modification  of  NIOSH 
approved  breathine  machine  plans. 


Breathing  machine  capable  of  measuring 
seal  protection,  breathing  resistance.  Seal 
protection  is  determined  with  a  vacuum 
leakage  test.  Exhalation  valve  opening 
pressure  can  be  measured.  Face  piece 
pressure  can  displayed  as  a  function  of 
time  or  simulated  tank  pressure. 


Respirator  fit  tester.  Operable  as  stand 
alone  test  set-up  or  with  FTTPLUS  IBM 
compatible  software.  Digital  display, 
dBASE  data  fomut,  printing  capability. 


Mask 

Characteristic 

Evaluated 

Estimated 

Cost 

(dollars) 

Protection/Seal 

132 

Protection/Seal 

280 

Breathing  Resistance 

Protection/Seal, 

10,000 

Breathing  Resistance 

TSI 

«8110  Certi 

Test  Automated 
Filter  Tester 

Ability  to  test  HEPA  grade  99.97% 
efficiency.  Designed  to  meet  current 
particulate  filter  respirator  certification 
standards. 

TSI 

/fsni 

accessory  for 
«8110 

Provides  fit  testing  with  challenge  aerosol, 
easy  selection  of  sampling  times,  purge 
times,  aerosol  types. 

TSI 

#8140 

Ability  to  test  for  high  efficiency 
particulate  filter  cartridges  (99.999999% 
efficient).  Uses  two  clean  room 
condensation  nucleus  counters,  adjustable 
flow  rates. 

TSI 

#8160 

Like  #8140  except  additionally  provides 
determination  of  complete  efficiency 
versus  particle  size  curve  (generates 
various  sized  particles) 

TSI 

#8091  Certi 

Test  Automated 
Respirator 

Tester 

Completely  programtiMble  respiration 
machine  and  autonuted  breathing 
simulator.  Breathing  rates/pattems  are 
adiustable. 

TSI 

#8120 

Designed  to  allow  true  simulation  testing 
with  various  breathing  rates  and  challenge 
aerosob.  Can  test  filter  cartridges  and 
medb  like  #8110.  #8091  is  integrated  to 
thb  unit. 

Filter  Performance 


Breathing  Re.sistance 


Breathing  Resistance 


Psychological 


Requirement 

No  JSOR  has  been  established  regarding  the  psychological  aspects  of  protective  equipment. 
Recommendation 

A  method  to  study  psychological  effects  of  the  mask  has  been  developed  by  the  U.  S.  Air  Force.  It 
was  designed  primarily  for  aviation  studies,  but  was  developed  under  a  Joint  Working  Group  for 
Performance  Degradation  in  Chemical  Environments  with  the  U.S.  Army  as  the  program  manager. 
Since  the  same  methods  for  psychological  studies  are  still  in  effect  for  mask  design  study  this 
automated  method  lends  itself  to  the  mask  study  environment  at  the  Advanced  Protective  Systems 
Integrated  Laboratory.  The  Performance  Assessment  Test  System  (PATS)  has  the  capability  to  collect, 
reduce  and  analyze  psychological  and  physiological  data.  This  procedure  would  allow  for  a  controlled 
study  of  the  respirator-human  interface,  which  to  date  does  not  exist 
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1.0  Introduction 


The  purpose  of  this  report  is  to  inform  the  Advanced  Protective  Systems  Integration  Laboratory  of  the 
methods  available  to  test  and  evaluate  respiratory  protective  devices.  These  devices  (chemical  defense 
protective  masks)  provide  the  maximum  protection  from  persistent  and  non-persistent  liquid,  vapor  and 
aerosol  chemical/biological  threats.  It  is  critical  to  provide  the  soldier  with  a  protective  mask  which 
has  as  few  performance  degrading  components  as  possible,  yet  still  provides  a  high  level  of  protection. 
There  is  a  trade-off  for  this  high  level  of  protection  for  the  soldier  because  the  protection  degrades 
performance  of  military  tasks.  In  some  cases  very  little  degradation  in  task  performance  is  seen, 
whereas  for  other  tasks,  there  is  an  elevated  degree  of  degradation,  lliis  degradation  is  one  of  the 
primary  concerns  of  mask  designers,  but  in  order  to  measure  this  degradation,  repeatable  test  and 
evaluation  criteria  which  more  closely  match  tasks  the  soldier  performs  in  the  field  must  be 
established. 

The  analysis  performed  for  this  study  was  accomplished  by  visiting  various  locations  and  contacting 
companies  which  design  and  manufacture  chemical  defense  (CD)  masks.  A  partial  list  of  organizations 
contacted  is  provided  in  Appendix  A.  The  organizations  responding  to  our  request  provided 
infbrmation  concerning  their  testing  equipment  and  methods. 

The  main  areas  of  concern  were  visual  testing,  physiological,  which  includes  respiration  and  thermal 
methods/equipment,  and  psychological  testing.  To  a  lesser  degree,  personal  support,  communications 
and  compatibility  issues  were  evaluated.  A  major  need  for  the  laboratory  is  the  use  of  models  and 
simulation  tools  which  can  be  used  to  consider  new  and  existing  mask  designs.  This  was  the  focus  of 
the  report. 


2.0  Objective  of  Study 


As  presented  in  the  Statement  of  Work,  the  following  objectives  were  required: 

Review  and  modify  existing  test  methods,  based  on  the  Joint  Service  Operational  Requirement 
Approved  Evaluation  Criteria  and  Values  and  Approved  Evaluation  Condition  Procedures  (Revised 
JSOR,  21  June,  1985),  using  the  following  guidelines: 

1.  Provide  a  quantitative  assessment  of  the  level  of  degradation  in  each  subcategory  and  be 
compatible  with  existing  database  efforts. 

2.  Provide  repeatable  comparisons  to  be  made  using  various  mask  systems  or  prototypes. 


3.  Isolate  each  degradation  subcategory  from  the  effects  of  other  subcategories. 

4.  Eliminate  the  human  variability  of  existing  physiological  testing. 

5.  Provide  for  test  comparisons  at  different  work  rates  and  ambient  environments. 

6.  Produce  the  test  methods  which  will  identify  the  critical  parameters  with  each  degradation 
subcategory  and  weigh  these  parameters  to  establish  an  overall  quantitative  assessment. 

7.  Identify  and  describe,  in  detail,  all  special  equipment  needed  to  conduct  the  tests  of  the  given 
subcategories.  Propose  approaches  for  development  of  special  equipment  and  the  estimated  costs 
of  the  equipment.  Estimate  suitable  requirements  for  each  of  the  degradation  tests  identified. 
These  estimates  will  be  based  on  the  results  of  previous  studies  and  the  parameter  weighing 
established  in  the  first  objective  of  this  study. 


3.0  Design  of  Study 


The  Joint  Services  Operational  Requirements  (JSCR)  for  vision,  communications,  respiration,  thermal, 
personal  support,  compatibility  and  psychological  factors  are  presented  in  the  ” Methods/Results ” 
section,  with  a  short  discussion  of  some  of  the  data  applicable  to  the  area  evaluated.  The  test  method 
tised,  if  available,  is  presented  with  any  other  information  which  may  be  of  value.  The  test  equipment 
and  costs  of  equipment  are  provided  with  recommendations  for  selection  of  the  test  and  the  equipment. 
The  "Conclusions"  section  provides  a  synopsis  of  the  findings  and  suggested  equipment  the  Advanced 
Protective  Systems  Integration  Laboratory  may  want  to  evaluate  for  use  with  advanced  mask  design. 


4.0  Method/Results 


4.1  Vision 

This  section  lists  the  visual  requirements  and  testing  methods  provided  in  the  JSOR.  Additional  testing 
methods  from  the  American  National  Standard  Institute  (ANSI  Z87. 1-1989),  MIL'V-43511  and 
Canadian  Standards  Association  (CSA-Z94.3-M88)  are  also  provided.  The  visual  requirements  found 
in  the  JSOR  are:  luminance  transmittance,  haze,  prismatic  deviation,  refractive  power,  distortion, 
field-of-view,  subjective  analysis  and  shatter  resistance.  A  comparison  of  the  JSOR  testing  methods 
with  the  other  three  standards  was  accomplished,  with  the  objective  to  identify  equipment  and  methods 
which  would  best  evaluate  the  mask  vision  requirements  listed  in  the  JSOR.  An  emphasis  was  placed 
on  non-subjective,  quantitative  evaluation  methods. 

4.1.1  Luminous  Transmittance 

4.1.1.1  Requirement 

The  luminance  transmittance  shall  be  equal  to  or  greater  than  85  %. 
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4.1. U  Test  Methods 


JSOR 

The  measurement  of  light  transmission  shall  be  for  the  mask  only.  The  measurement  of  light 
transmission  for  the  combination  of  mask  and  outserts  shall  be  for  information  only. 

Apparatus:  Photo  Research  Photometer,  Model  1980  and  a  gamma  scientific  standard  lamp.  Model 
RS-10  or  equivalent 

ANSI  Z87.1-1989 


The  ultraviolet,  luminous  and  infraed  transmittance  of  all  items  may  be  determined  by  any  suitable 
method,  but  the  reference  method  shall  be  the  use  of  a  spectrophotometer  and  calculation  using 
appropriate  weighing  factors  given  in  Tables  1  through  4  of  Appendix  A  of  ANSI  Z87. 1-1989. 

Since  transmittance  values  can  be  affected  by  the  choice  of  wavelength  steps  used  for  numerical 
integration,  it  is  necessary  to  choose  values  finely-spaced  enough  so  as  to  yield  accurate  results.  While 
it  is  not  envisioned  that  intervals  smaller  than  those  used  in  the  Tables  of  Appendix  A  of  ANSI  Z87.1- 
1989  (represented  in  Tables  1  through  4  in  this  report)  would  be  necessary,  data  are  given  in  the 
International  Commission  on  Illumination  (CIE)  publication  for  finer  intervals.  In  most  cases,  wider 
intervals  can  be  used;  for  instance,  100  nanometer  (nm)  intervals  are  often  used  in  the  infrared  with 
more  than  adequate  accuracy  for  many  samples.  i 

Ultraviolet  Transmittance.  The  spectral  weighing  factors  necessary  for  calculation  of  effective  far- 
ultraviolet  average  transmittance  are  given  in  Table  1. 


Luminous  Transmittance.  Luminous  transmittance  shall  be  determined  by  weighing 


spectrophotometer  data  with  luminous  sensitivity  values  for  the  CIE  1931  observer 
A  emittance  values.  These  weighing  factors  are  given  in  Table  2. 


and  CIE  Illuminant 


Inflrared  Transmittance.  The  infrared  transmittance  shall  be  determined  by  weighing 
spectrophotometer  data  with  the  relative  spectral  emittance  of  CIE  Illuminant  A.  Values  of  the 
weighing  factors  are  given  in  Table  3.  (Tliese  values  are  close,  but  not  identical,  to  those  for  a 
tungsten  lamp  with  a  glass  envelope.) 


Blue-Light  Transmittance.  Blue-light  transmittance  shall  be  determined  by  weighing 
spectrophotometer  data  with  the  factors  for  the  Blue  Light  Hazard  Function  given  in  Table  4. 

MII^V-43S11 


Luminous  Transmittance  Test.  The  luminous  transmittance  of  the  visors  shall  be  determined  in 
accordance  with  ASTM  D  1003. 

Ultraviolet  Transmittance  Test.  The  erythemal  ultraviolet  transmittance  shall  be  measured  by  a 
spectrophotometer. 
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Measurements  of  luminous  transmittance  of  lens  shall  be  of  regular  transmittance  with  normal 
incidence  on  a  S  millimeter  (mm)  diameter  circular  portion  on  the  component.  Measurements  of 
ultraviolet  or  infrared  transmittance  shall  be  of  total  transmittance  with  normal  incidence  on  a  5  mm 
diameter  portion  of  the  component  (i.e.,  with  collection  of  both  regular  and  diffuse  transmitted 
radiation  for  measurement).  A  spectrophotometer  or  a  spectroradiometer  shall  be  used.  Luminous 
transmittance  shall  be  determined  with  standard  illuminant  A  of  the  CIE.  When  testing  for  luminous 
transmittance  in  the  visible  range,  the  following  reference  standard  shall  be  used:  ASTM  D  1003, 
Haze  and  Luminous  Transmittance  of  Transparent  Plastics.  For  ultraviolet  and  infrared,  a 
spectrophotometer  shall  be  used.  (Note:  A  spectrophotometer  or  a  spectroradiometer  may  be  used  for 
all  luminous  transmittance  measurements.) 

4.1.1,3  Recommendation 

The  listed  test  methods  are  capable  of  providing  non*subjective,  quantitative  evaluations  of  protective 
lens.  ANSI  Z87.1,  MIL-V-43511  and  CSA-Z94.3  all  advocate  the  use  of  a  spectrophotometer.  This 
device  is  capable  of  measuring  absolute  transmission  in  ultraviolet,  visible  and  near  infrared 
wavelength  regions.  Future  battlefield  threats  may  include  lasers  with  wavelengths  outside  of  the 
visible  region.  The  wider  range  in  wavelength  monitoring  capability  of  the  spectrophotometer  may 
prove  useful  when  future  threats  become  realized. 

4.1.2  Haze 
4.U.1  Requirement 

Haze  shall  be  less  than  or  equal  to  S  %. 

4.1.2.2  Test  Methods 
JSOR  Apparatus 

Gardner  Hazemeter,  model  UXIO  and  Gardner  digital  photometric  unit,  model  PG-5500  or  equivalent 
ANSI  Z87.1-1989 

Lenses  shall  be  measured  for  percent  haze  in  accordance  with  the  Standard  Test  Method  for  Haze  and 
Luminous  Transmittance  of  Transparent  Plastics  •  ASTM  D  1003-61.  The  measurement  shall  be  for 
CEE  Illuminant  A.  Procedures  cited  in  ASTM  D  1003-61  advocate  the  use  of  the  Gardner  Laboratory 
Hazemeter. 

MIL-V-43S11 

The  haze  of  the  visors  shall  be  determined  In  Accordance  With  (lAW)  ASTM  D  1003.  Procedures 
cited  in  ASTM  D  1003-61  advocate  the  use  of  the  Gardner  Laboratory  Hazemeter. 
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The  test  shall  consist  of  viewing,  through  the  component,  a  small  perfectly  black  hole  in  a  apparently 
unlimited  and  uniformly  bright  surface.  The  diameter  of  the  hole  shall  subtend  1  ”  ±5'  at  the 
component.  The  black  hole  shall  be  viewed  normally  through  a  b  mm  diameter  portion  of  the 
component.  Under  such  conditions,  the  hole  will  appear  to  have  some  brightness  due  to  light  scattered 
in  the  component  or  at  its  surfaces.  The  haze  of  the  lens,  plate  or  cover  is  represented  as  the  ratio 
between  the  apparent  luminance  of  the  hole  due  to  this  scattered  light  and  the  apparent  luminance  of 
the  uniformly  bright  surface  adjacent  to  the  hole. 

4.1,23  Recommendation 

The  Gardner  Hazemeter  was  cited  in  three  of  the  standards.  The  Hazemeter  should  be  capable  of 
providing  quantitative  and  repeatable  results. 

4.13  Vertical  Prismatic  Deviation 

4.13.1  Requirement 

Vertical/horizontal  prismatic  deviation  shall  not  exceed  0.18  diopters.  The  algebraic  sum  and 
difference  of  the  horizontal  deviation  between  the  two  center  points  must  not  exceed  0.50  and  0.18 
diopters  respectively. 

4.133  Test  Methods 

JSOR  Apparatus 

American  Optical  Company  focimeter  which  is  calibrated  for  prismatic  deviation  units  of  0. 1  prism 
diopter  and  has  a  maximum  range  of  0.50  prism  diopter.  Measurements  of  vertical  and  horizontal 
deviation  will  be  made  at  the  center  points. 

ANSI  Z87.1-1989 

Prismatic  Power.  The  lenses  may  be  tested  for  prismatic  power  with  a  telescope  of  8 ±0.5  power 
which  has  an  effective  aperture  of  19  mm  (.75  in)  and  is  equipped  with  crosshairs  in  the  focal  plane  of 
the  ocular.  The  telescope  is  to  be  focused  on  an  illuminat^  'sunburst*  target  (Figure  20  in  ANSI 
Z87.1,  Figure  1  in  this  report),  comprised  of  a  central  dot  and  a  concentric  circle  13.3  mm  (.52  in)  in 
diameter,  at  a  distance  of  10.67  m  (420  in)  from  the  telescope  objective.  The  telescope  is  to  be  so 
aligned  that  the  image  of  the  central  dot  falls  on  the  intersection  of  the  crosshairs  in  the  focal  plane  of 
the  ocular.  The  lens  to  be  tested  is  held  in  front  of  the  objective  lens  of  the  telescope  and,  if  ^e 
intersection  point  of  the  crosshairs  falls  outside  the  image  of  the  circle,  the  prismatic  power  of  the  lens 
exceeds  1/16  prism  diopter. 

Prism  Imbalance.  The  protective  device  shall  be  placed  on  an  Alderson  50th  percentile  male 
headform  in  an  *as  worn"  position  in  the  optical  system  shown  in  Figure  2  (Figure  21  from  ANSI 
Z87. 1-1989).  Referring  to  Figure  2,  the  lens  (L)  is  located  at  a  distance  of  2  m  (78.7  in)  in  front  of 
the  image  plane.  Since  the  lens  L  has  a  focal  length  of  1  m  (39.4  in),  the  distance  from  the  plate  P  to 
the  lens  will  be  approximately  2  m  (78.7  in).  The  pinhole  aperture  in  plate  P  is  adjusted  so  that  one 
image  is  formed  in  the  image  plane  when  no  protector  is  on  the  headform.  The  position  of  that  image 
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should  be  marked  or  noted  and  will  be  called  Pq.  After  the  proteaor  has  been  placed  in  the  system, 
two  images  will  usually  be  seen  in  the  image  plane. 

Analysis  of  Results.  In  the  case  of  a  mask  having  zero  prism  imbalance,  one  image  may  be  seen  in 
the  image  plane,  while  in  the  usual  case  two  images  will  be  seen.  By  blocking  beams  from  the  two  eye 
positions,  it  can  be  determined  which  images  come  from  the  left  and  right  eye.  The  position  of  these 
images  will  be  called  and  Pj^. 

The  prismatic  power  in  prism  diopters  of  the  protector  is  one-half  the  distance  in  centimeters  between 
Pq  and  either  Pl  or  Pr,  whichever  is  greater. 

The  horizontal  distance  between  the  two  images  in  centimeters  divided  by  two  is  the  horizontal  prism 
imbalance  in  prism  diopters,  while  the  vertical  separation  of  the  two  images  in  centimeters  divided  by 
two  is  the  vertical  prism  imbalance. 

For  an  observer  looking  at  a  translucent  image  plane  from  behind  (and  hence  looking  toward  the 
headform  from  behind  the  image  plane),  if  the  right  one  of  the  two  images  comes  from  the  right 
aperture  in  the  aperture  plate,  then  the  horizontal  prism  imbalance  Is  "base  out,"  while  if  the  left  image 
comes  from  the  right  aperture,  then  the  horizontal  prism  imbalance  is  ”base  in*. 

Distances  between  images  are  measured  from  their  centers.  After  the  pinhole  aperture  has  been 
sharply  imaged  in  the  image  plane  without  the  protector  in  the  system,  no  component  spacing  should 
be  changed. 

MIL.V-43511 

Prismatic  Deviation  Test.  A  telescope,  lensometer  projection  lantern  or  any  other  suitable  instrument 
shall  be  used  to  test  the  prismatic  deviation.  The  instrument  shall  include  a  target  which  can  be 
brought  into  sharp  focus,  as  observed  through  an  eyepiece  or  projected  upon  a  screen,  and  an  aperture 
not  over  one  centimeter  in  diameter  fixed  at  a  definite  position  along  the  axis  of  the  optical  system. 

The  design  of  the  instrument  shall  be  such  that  the  refraaive  power  in  the  principal  meridian  of  the 
visor  placed  across  the  test  aperture  can  be  determined  to  within  0.03  diopter.  The  applicable 
paragraph  of  National  Bureau  of  Standards  Special  Publication  374,  may  be  used  as  a  guide  or  a 
method  of  checking  refractive  power.  Vertical  and  horizontal  prismatic  deviations  shall  apply  to 
readings  taken  on  the  visor  *as  worn*  with  the  distance  of  1.70  inches  from  the  concave  surface  of  the 
visor  when  instruments  other  than  the  lensometer  are  used.  All  measurements  shall  be  made  in  areas 
delineated  in  the  end  item  specification,  drawing,  or  contract,  as  applicable. 

Vertical  Prismatic  Deviation.  Base  up  prism  shall  be  designated  positive  (+)  and  base  down  prism 
shall  be  designated  negative  (-).  The  vertical  prismatic  deviation  is  calculated  by  determining  the 
algri>raic  difference  between  point  "C”  for  the  right  eye  and  point  ”C”  for  the  left  eye,  as  well  as 
comparison  of  other  points  as  stated  in  Section  3.4  of  MIL-V-43S1 1.  "C*  shall  be  identified  as  the 
center  point  for  the  left  and  right  optics. 

Horizontal  Prismatic  Deviation.  Base  out  prismatic  deviation  (deflection  of  target  to  the  left  for  the 
left  side  of  the  visor  as  worn,  and  deflection  of  the  target  to  the  right  for  the  right  side  of  the  visor  as 
worn)  shall  be  designated  positive  (-(-)  and  base  in  prismatic  deviation  (deflection  of  the  target  to  the 
right  for  the  left  side  of  the  visor  as  worn,  and  deflection  of  the  target  to  the  left  for  the  right  side  of 
the  visor  as  worn)  shall  be  designated  negative  (-).  The  algebraic  sum  of  horizontal  prismatic  deviation 


at  points  "C"  and  all  other  points  of  choice  for  the  right  and  left  eyes  shall  not  exceed  O.SO  diopters. 
The  algebraic  difference  between  the  horizontal  prismatic  deviation  at  points  "C"  and  all  other  points 
of  choice  for  the  right  and  left  eyes  shall  not  exceed  0.18  diopters. 

CSA-Z94J-M88 

The  component  shall  be  tested  for  deviation  of  incident  light  passing  through  all  5  mm  diameter 
portions  of  the  component  up  to  3  mm  from  the  edge.  The  light  shall  be  normally  incident  on  the  front 
surface  of  the  lens.  An  exception  shall  be  made  for  any  optical  component  for  which  the  specific 
optical  design  indicates  the  suitability  of  a  different  criterion  for  direction  of  incident  light  (e.g.,  for 
zero-power  "d-base"  spectacle  lenses,  the  light  shall  be  incident  parallel  to  the  lens  axis). 

4.UJ  Recommendation 

Both  the  lensometer  and  focimeter  type  instruments  are  capable  of  providing  quantitative  and 
repeatable  results.  New  automated  lens  analyzers,  such  as  the  Humphery  Lens  Analyzer,  can  not  only 
measure  prism  deviation  but  also  refractive  power  and  cylinder.  The  automated  Lens  Analyzer  may 
provide  repeatable  data. 

4.1.4  Refractive  Power 

4.1.4.1  Requirement 

The  refractive  power  of  the  lens  shall  be  less  than  or  equal  to  0. 125  diopters. 

4.1. 4.2  Test  Methods 
JSOR  Apparatus 

American  Optical  Company  focimeter  which  is  calibrated  in  units  of  0.01  diopter  and  has  a  maximum 
range  of  ±  0.30  diopter.  Mask  will  be  positioned  in  focimeter  approximately  as  worn  and 
measurements  are  taken  at  the  left  and  right  center  points. 

ANSI  Z87.M989 

Refractive  Power  and  Astigmatism.  The  lens  may  be  tested  for  refractive  power  by  any  suitable 
instrument,  such  as  a  telescope  employing  an  objective  lens  and  having  a  clear  aperture  of 
approximately  19  mm  (.75  in).  The  telescope  should  be  of  8  ±0.5  power,  and  be  focused  at  a  distance 
of  10.67  m  (420  in)  on  an  illuminated  "sunburst"  test  pattern  Figure  1  described  in  Section  15.4.2  of 
ANSI  Z87.1,  Figure  20.  The  quality  of  the  telescope  and  the  observer's  vision  should  be  such  that 
Pattern  40  of  the  high  contrast  test  chart  of  NBS  Special  Publication  374  is  resolved  when  no  lens  is  in 
front  of  the  telescope. 

If  lines  in  only  one  meridian  appear  sharpest  at  a  given  focus,  then  the  telescope  is  refocused  to 
determine  best  focus  for  lines  in  the  meridian  which  yield  an  extreme  (maximum  or  minimum)  power 
reading.  This  power  reading  is  noted.  The  telescope  is  then  refocused  for  lines  in  the  meridian  which 
yield  the  opposite  extreme  power  reading.  This  reading  is  also  noted.  The  absolute  difference  in  the 
two  extreme  power  readings  is  the  astigmatism. 
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The  refractive  power  shall  be  determined  with  the  same  apparatus  used  for  measuring  prismatic 
deviation. 

CSA-Z943-M88 

No  requirements. 

4.1.4J  Recommendation 

Both  the  lensometer  and  focimeter  should  be  capable  of  providing  quantitative  and  repeatable  results. 
As  stated  in  the  prism  recommendations,  the  automated  Humphery  Lens  Analyzer  is  capable  of 
measuring  prism,  refractive  power  and  cylinder. 

4.1.5  Distortion/Definition/Astigmatism 

4.1.5.1  Requirement 

Distortion  shall  be  subjectively  compared  to  the  distortion  standards  shown  in  Figure  1  of  Mil-V- 
4351  IE. 

4.1.5J2  Test  Methods 
JSOR  Apparatus 

Ann  Arbor  Optical  tester  using  a  60-line  grating.  Optical  distortion  of  the  defined  critical  area  of  the 
test  sample  shall  be  determined  by  inserting  the  sample  with  its  surface  normal  to  the  line  of  sight  into 
the  testing  apparatus. 

ANSI  Z87.1-1989 

After  the  test  for  refractive  power  and  astigmatism,  the  telescope  is  then  refocused  for  the  best 
compromise  focus,  that  is,  until  all  radial  lines  appear  equally  sharp.  The  test  chart  of  Figure  20  is 
replaced  by  the  high  contrast  test  chart  of  National  Bureau  of  Standards  Special  Publication  374,  which 
should  be  at  a  distance  of  10.67  m  (420  in)  from  the  telescope  and  approximately  centered  in  its  field 
of  view.  If  the  observer  judges  Pattern  20  to  be  clearly  resolved  in  both  orientations,  then  the  lens 
passes  the  requirement  for  definition.  If  the  observer  judges  that  Pattern  20  is  not  clearly  resolved  in 
both  orientations,  the  lens  fails  the  definition  requirement.  The  telescope  may  be  calibrated  by  the 
methods  given  in  Appendix  E  of  ANSI  Z87. 1-1989. 

MIL-V-43511 

The  optical  distortion  of  the  critical  areas  of  the  visors  shall  be  determined  by  inserting  the  visor  with 
its  su^ce  normal  to  the  line  of  sight  into  the  apparatus  described  in  Figure  3  of  MIL-V-43S11.  The 
degree  of  off-parallelism  shall  constitute  the  amount  of  distortion.  The  visor  shall  be  compared  with 
the  plates  in  Figure  1  of  MIL-V-43511.  The  apparatus  identified  in  MIL-V-43511  is  the  Ann  Arbor 
Optical  tester 


CSA-Z94J-M88 


The  target  for  the  test  shall  consist  of  a  series  of  sizes  of  bright  rings  on  a  black  background  as 
illustrated  in  Figure  S  of  CSA-Z94.3.  Each  ring  shall  have  an  inside  diameter  equal  to  1/3  of  its 
outside  diameter.  The  effective  size  of  each  ring  shall  be  designated  by  the  arithmetic  mean  of  the  two 
diameters,  as  expressed  in  seconds  of  arc,  subtended  at  the  objective  of  the  viewing  telescope. 

The  telescope  shall  be  5  mm  or  more  from  the  target  and  shall  have  a  magnification  sufficient  to  make 
negligible  any  effects  of  eye  accommodation  (8X  to  12X  will  usually  be  suitable).  It  shall  be  focused 
with  no  sample  in  place  and  shall  not  be  refocused  during  testing.  The  clear  aperture  of  the  telescope 
objective  shall  be  masked  to  S  mm  in  diameter.  The  system  shall  be  of  at  least  sufficient  quality  to 
permit  resolution  of  the  40-s  ring.  This  resolution  shall  be  maintained  at  all  image  brightness  to  be 
used  in  testing.  The  lens,  plate  or  cover  to  be  tested  shall  be  placed  immediately  in  front  of  the 
telescope  objective  and  normal  to  its  axis. 

A  ring  considered  resolved  if  it  is  identifiable  as  an  unbroken  bright  ring  with  a  single  darker  center, 
even  though  apparent  relative  widths  of  ring  and  center  are  changed  or  the  ring  and  its  center  cease  to 
appear  circular.  The  ring  is  not  resolved  if  the  ring  is  broken,  if  the  dark  center  is  not  seen  or  if  two 
or  more  dark  centers  that  do  not  overlap  are  seen. 

4.13,3  Recommendation 

The  were  no  quantitative  (non-subjective)  methods  of  measuring  distortion  identified.  The  Ann  Arbor 
optical  tester  should  provide  adequate  distortion  assessments  of  protective  masks. 

4.1.6  Peripheral  Field-of-View 

4.1.6.1  Requirement 

No  requirements  presented. 

4.1.63  Test  Methods 

JSOR  Apparatus 

Haag-Streit  Perimeter.  The  target  stimulus  will  be  a  high  contrast  1  mm  diameter  white  light  circle 
which  is  projected  and  centered  on  a  hemisphere  at  a  distance  of  33  cm  from  the  test  subjects  eye.  The 
stimulus  luminance  will  be  S4  footlamberts  against  a  background  of  approximately  0.25  footlamberts. 
Meridional  measurements  will  be  made  monocularly  for  the  left  and  right  eyes  at  IS  degree  intervals. 

ANSI  Z87.1-1989 

No  test  methods. 

MIL-V-43511 

No  test  methods. 
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All  field-of-view  (FOV)  tests  shall  be  conducted  on  complete  eye-protective  devices  that  are  mounted 
in  the  same  position  as  usually  worn  on  a  facially  featur^  Alderson  SOth  percentile  male  (ATD-321S) 
headform.  Each  pupil  target  shall  be  4  mm  in  diameter  and  represented  by  a  light  sensor.  A 
mechanical  means  such  as  a  goniometer  and  a  light  source  such  as  a  laser  beam  shall  be  employed  to 
perform  the  following  tests.  The  goniometer  shall  be  used  to  rotate  the  headform  with  the  complete 
eye-protective  device  within  0.1”  of  accuracy.  The  angular  rotation  of  the  goniometer  enables  a 
spherical  scan  of  the  eye-protective  device  FOV  to  be  made.  (A  goniometer  is  a  positioner  device 
which  moves  the  headform  in  horizontal  and  vertical  directions.  The  goniometer  is  interfaced  with  a 
computer,  thereby  providing  a  computer  printout  of  the  FOV  test  charting  measurement.) 

A  laser  shall  be  used  as  the  light  source  for  identifying  the  pupil  target.  A  beam  expander,  connected 
to  the  laser,  generates  a  3  mm  diameter  light  beam.  (A  laser  is  used  because  it  provides  a 
monochromatic,  concentrated  beam  of  light.  A  helium-neon  laser  with  0.5  milliwatts  (mW)  power  is 
recommended.) 

The  alignment  calibration  shall  be  conducted  to  ensure  that  the  laser  beam  remains  on  the  pupil  target 
during  all  headform  rotations.  This  calibration  ensures  the  pupil  target  remains  in  the  same  spatial 
orientation  (i.e.,  the  imaginary  center  of  the  goniometer).  Initially,  the  headform  is  placed  on  the 
goniometer,  the  laser  beam  is  energized  and  the  headform  is  adjusted  so  the  laser  beam  contacts  the 
pupil  target.  By  rotating  the  headform  through  all  degrees  of  rotation  of  the  test  zone,  the  alignment  is 
verified. 

The  eye  protector  device  shall  be  placed  on  the  headform.  The  head  form  is  then  rotated  through  all 
degrees  of  rotation  of  the  test  zone.  This  test  zone  is  a  semisphere  within  which  the  FOV  exists.  A 
sufficient  number  of  FOV  measurements  shall  be  taken  with  the  semisphere  test  zone  to  ensure  the 
identification  of  the  peripheral  FOV  and  scotoma.  The  left  eye  and  right  eye  FOV  charts  are 
superimposed  and  interpreted.  When  the  eye  protector  blocks  the  laser  beam  from  contacting  the  light 
sensor  target,  it  will  not  indicate  an  output  signal.  This  state  is  interpreted  as  the  end  point  of  the 
peripheral  FOV  of  vision  or  a  scotoma. 

4.1,6J  Recommendation 

There  are  two  main  drawbacks  to  using  the  Haag-Streit  Perimeter.  The  test  method  is  subjective  and 
it  is  difficult  to  maintain  a  constant  focal  distance  from  the  eye  to  the  apparatus  which  could  lead  to 
variability  in  the  results.  The  use  of  the  Alderson  SOth  percentile  male  head  form  in  a  goniometer 
should  be  capable  of  providing  quantitative  and  repeatable  results.  These  results  should  be  useful  in 
FOV  comparisons  between  different  mask  types. 

The  most  important  issue  to  confront  is  the  lack  of  requirements  for  peripheral  FOV  in  the  JSOR.  In 
fact,  out  of  the  four  standards  reviewed,  only  the  CSA  contained  FOV  requirements.  The  CSA  FOV 
requirements  for  Cup  Goggles  and  Monoframe  Goggles  are  listed  below: 

Cud  Goggles:  Eye-cups  shall  be  right  and  left  pairs  and  each  eye-cup  shall  permit  an  effective  angle  of 
monocular  vision  not  less  than  90^  from  a  reference  point  20  milimeters  (mm)  behind  the  center  of  the 
inner  (rear)  surface  of  the  goggle  lens. 


Monoframe  Goggles:  The  one-piece  frame  goggle  shall  permit  an  angle  of  binocular  vision  of  not  less 
than  60°  horizontally  and  80®  vertically  from  two  reference  points  20  mm  behind  the  inner  (rear) 
surface  of  the  lens  and  65  mm  apart,  symmetrically  situated  in  positions  reasonable  simulating  the 
positions  of  a  wearer's  eyes. 

The  origin  of  the  CSA  requirement  is  uncertain.  Further  testing  may  be  necessary  to  substantiate  the 
FOV  requirements. 

4.1.7  Reflecting  Glare  and  Glint 

4.1.7.1  Requirement 
No  established  criteria. 

4.1. 7.2  Test  Methods 
JSOR 

Subjective  comparisons  should  be  made  with  standard  masks  under  operational  conditions  for  reflected 
glare  and  glint. 

4.1.7J  Recommendation 

Requirement  must  be  defined  before  an  appropriate  test  method  can  be  identified. 

4.1.8  Shatter  Resistance 
4.1.8.1  Requirement 

There  shall  be  no  lens  fractures  or  object  penetration. 

4.1.8JS  Test  Methods 
JSOR 

Mask  lens  shall  be  tested  for  resistance  to  blunt  impact  and  sharp  object  penetration  as  specified  in 
ANSI  Z87.1  -  1979.  The  mask  with  outsorts  shall  be  tested  in  the  "as  worn"  configuration. 

ANSI  Z87.1-1989 

High  Velocity  Impact  Test 

Purpose:  This  test  is  intended  to  ensure  a  level  of  protection  from  high  velocity,  low  mass  projectiles. 
The  projectiles  used  for  this  test  shall  be  6.35  mm  (1/4  in)  diameter  steel  balls  weighing  approximately 
1.06  gram  (.04  ounce).  These  balls  are  damaged  during  impact  and  should  be  changed  frequently  to 
avoid  impacts  at  unexpected  locations  ("flyers")  and  large  variations  in  ve!o''ity. 


Test  Apnaratus:  The  test  apparatus  shall  consist  of  any  device  capable  of  propelling  a  steel  ball 
reproducibly  at  the  velocities  called  out  in  this  standard.  Specifically,  if  the  desired  test  velocity  is 
called  Vq,  then  the  device  shall  show  a  sample  standard  deviation  not  greater  than  2  %  of  Vg  based  on 
a  test  series  of  thirty  shots.  Velocity  of  the  steel  ball  shall  be  determined  at  a  distance  not  greater  than 
25  cm  (9.8  in)  from  point  of  impact.  Information  about  a  typical  "air-gun"  configuration  is  given  in 
Appendix  C  of  ANSI  Z87. 1-1989 

The  protective  device  shall  be  mounted  on  an  Alderson  SOth  percentile  male  headform  in  the  manner  in 
which  the  device  is  usually  worn.  The  headform  shall  be  capable  of  being  rotated  about  a  vertical  axis 
through  each  comeal  vertex  in  IS"  increments,  from  a  first  position  15°  to  the  nasal  side  of  straight¬ 
ahead-viewing  out  to  90°  temporally.  (It  is  assumed  that  the  headform  is  vertical  such  that  the  two 
eyes  lie  in  a  horizontal  reference  plane.)  The  headform  shall  be  capable  of  being  raised  10  mm  (.394 
in)  and  lowered  10  mm  (.395  in)  with  respect  to  the  horizontal  reference  plane  to  carry  out  testing  at 
the  90°  angular  position. 

Testing  Complete  Devices.  Front  and  Side  Impacts:  The  headform  shall  be  adjusted  so  that  the  path  of 
the  projectile  passes  through  the  center  of  either  of  the  eyes.  It  is  then  rotated  to  the  first  test  position, 
which  is  15°  on  the  nasal  side.  The  device  is  impacted  at  the  test  velocity.  A  new  device  is  then 
placed  on  the  headform  and  impacted  at  0°,  another  is  impacted  at  15°  temporally,  and  so  on,  until 
eight  devices  have  been  impacted,  the  la'.t  at  an  angle  of  90°.  These  eight  devices,  then,  have  been 
impacted  at  various  points  in  the  horizontal  reference  plane  containing  the  eyes  of  the  headform.  At  the 
90°  angular  position,  one  device  shall  be  impacted  10  mm  (.394  in)  above  liie  plane  of  the  eyes  of  the 
headform.  Hence  the  total  group  size  tested  about  one  eye  is  ten  samples.  A  similar  test  is  then 
carried  out  about  the  other  eye,  resulting  in  a  total  of  twenty  samples  tested. 

Testing  Spectacles  Without  Side  Protection:  When  testing  spectacles  without  side  protection,  one 
proceeds  as  in  Section  15.1.3  of  ANSI  Z87. 1-1989  until  reaching  the  angle  where  the  lens  or  front  is 
no  longer  impacted.  Starting  back  at  the  15°  nasal  position  on  the  same  side,  additional  samples 
should  be  tested  15°  nasal,  0°,  15°  temporal,  until  ten  samples  have  been  tested  on  that  side  of  the 
headform.  A  similar  procedure  is  then  carried  out  on  the  other  side  of  the  headform,  resulting  in  a 
total  of  twenty  samples  tested. 

Analysis  of  Results:  Failure  criteria  are  those  given  in  Sections  8  through  11  of  ANSI  287.1-1989  for 
the  particular  type  of  device  being  tested.  For  sample  sizes  of  twenty  involved  in  Sections  15.1.3  and 
15.1.4  of  ANSI  Z87. 1-1989,  if  more  than  one  failure  occurs,  the  device  fails. 

High  Mass  Impact  Test 

Purpose.  This  test  is  intended  to  ensure  a  level  of  mechanical  integrity  of  a  protective  device  and  a 
level  of  protection  from  relatively  heavy,  pointed  objects  traveling  at  low  speed. 

Test  Apparatus:  An  Alderson  50th  percentile  male  headform  shall  be  used  to  hold  the  protective 
device.  It  shall  be  rigidly  mounted  in  the  horizontal  position,  face  up,  on  a  base  which  has  a  mass  of 
30  kg  (66  lb.)  or  greater.  The  static  stiffness  of  the  headform  shall  be  such  that  when  a  vertical 
downward  force  of  20  kg  (44  lb)  is  applied  to  the  forehead  of  the  headform,  the  back  of  the  headform 
shall  not  deflect  more  than  2  mm  (.079  in).  The  missile  shall  have  a  30°  conical  tip  with  a  1  mm  (.039 
in)  radius,  shall  weigh  500  grams  (17.6  ounces),  and  have  a  diameter  of  25.4  mm  (1  in),  as  shown  in 
Figure  19  of  ANSI  Z87. 1-1989.  The  missile  will  be  held  in  position  over  the  headform,  tip  down,  at 
the  designated  test  height.  The  missile  shall  have  a  heat-treated  steel  tip.  The  missile  shall  be  dropped 


through  a  loose-fitting  guide  tube  having  a  smooth  internal  diameter;  this  prevents  missile  tumble  and 
helps  to  protect  the  operator  if  the  tube  extends  to  within  a  short  distance  of  the  device  being  tested, 
and  allows  just  sufficient  room  for  insertion  of  the  missile  at  the  top.  Partial  shielding  of  the  headform 
may  be  advisable  to  protect  the  operators  feet. 

Testin£:  The  protective  device  is  placed  on  the  headform  as  it  would  be  worn  by  the  user.  The 
alignment  shall  be  such  that  when  the  missile  is  dropped,  its  point  is  in  line  with  either  of  the  eyes  of 
the  headform. 

The  missile  shall  be  dropped  from  the  designated  testing  Height  Hq.  Four  samples  shall  be  tested. 

Analysis  of  Results:  Failure  criteria  are  those  given  in  Sections  8  through  1 1  cf  ANSI  Z87. 1-1989  for 
the  particular  type  of  device  being  tested.  If  all  four  samples  pass,  then  the  device  passes.  If  any  fail, 
then  the  device  fails. 

MIL-V-43511 

Impact  Resistance  Tesi.  The  impact  test  shall  be  conducted  in  accordance  with  MIL-STD-662  and 
using  a  caliber  .22  T37  fragment  simulating  projectile.  The  visor  shall  be  rigidly  mounted  with  the 
area  to  be  impacted  normal  to  the  line  of  fire.  An  aluminum  foil  witness  sheet,  2  mils  thick,  shall  be 
mounted  2  inches  behind  the  area  of  impact.  Three  valid  impacts  shall  be  make  on  the  visor;  one  in 
the  center  and  one  in  each  vision  area.  An  impact  shall  be  considered  valid  only  if  it  meets  any  of  the 
following  criteria: 

1.  The  impact  velocity  of  the  projectile  is  between  550  and  560  ft/second. 

2.  The  impact  velocity  of  the  projectile  is  less  than  550  ft/second  and  the  impact  fails  to  meet  the 
requirements  in  3.5.10 

3.  The  impact  velocity  of  the  projectile  is  more  than  560  ft/second  and  the  impact  meets  the 
requirements  in  3.5.10. 

The  visor  containing  the  three  valid  impacts  and  the  witness  sheet  shall  be  examined  for  conformance 
to  the  requirements  of  3.5. 10  of  MIL-V-43511.  Any  penetration  on  the  witness  sheet  shall  be 
considered  evidence  of  spall. 

Abrasion  Resistant  Coating.  The  abrasion  resistance  coating  test  shall  be  conducted  lAW  MIL-C- 
83409. 

CSA-Z94J-M88 

Impact  Resistance  Test.  The  headform  on  which  the  eye  protector  is  mounted  during  the  test  shall  be 
Alderson,  Model  ATD-3215,  50th  percentile  male.  All  impact  test  shall  be  conducted  on  complete 
eye-protective  devices  that  are  mounted  on  a  facially  featured  head  from  of  the  appropriate  size  and 
mounted  in  the  same  position  as  usually  worn.  The  headform  shall  be  rigidly  mount^.  Propulsion 
equipment  shall  be  capable  of  propelling  a  6.5  mm  (1/4  in)  steel  ball  horizontally  at  speeds  of  14  ±0.5 
m/s  (46  ft/s)  and  18  ±  0.5  m/s  (59  ft/s).  (Note:  This  equipment  consists  essentially  of  a  barrel  or  a 
tube  of  sufficient  length  to  ensure  constant  exit  velocity  of  a  steel  ball,  together  with  a  breech  or 
loading  mechanism  positioning  the  steel  ball  at  a  fixed  position  from  the  barrel  or  tube  end,  and  a 
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spring  or  compressed  gas  to  provide  the  means  of  propulsion.  The  length  of  tube  or  smooth  barrel 
required  is  a  Unction  of  the  characteristics  of  the  gas  supply  or  spring  used  for  propulsion  and  the  fit 
of  the  ball  in  the  tube.  Therefore,  each  individual  apparatus  may  have  different  characteristics  and  it  is 
not  possible  to  define  precise  requirements  for  the  length  of  the  barrel  and  Jie  fit  of  the  ball  in  the  bore 
in  the  standard.) 

The  speed  of  the  test  ball  shall  be  determined  using  timing  equipment  recording  in  units  of  10 
microseconds  (pis)  or  smaller.  Ihe  recommended  method  is  to  use  an  electronic  timer  with  detectors 
that  may  be  of  the  inductance,  capacitance  or  light-sensitive  type.  The  detectors  shall  be  mounted  near 
the  projectile  path  between  the  muzzle  end  of  the  barrel  and  the  lens  under  test.  The  recording  of 
velocities  shall  be  made  not  further  than  250  mm  (10  in)  from  the  point  of  impact.  (Note;  The 
accuracy  of  the  timing  unit  is  dictated  by  the  spacing  between  the  sensing  elements  and  the  accuracy 
that  is  required  for  the  ball-velocity  measurement.  Present  indications  are  that  the  spacing  between  the 
sensing  elements  should  not  exceed  ISO  mm  (6  in)  and  that,  with  this  particular  spacing  and  the  highest 
velocity  envisaged,  the  accuracy  of  the  timing  unit  should  be  as  stated  in  order  to  allow  for  variations 
on  other  points  and  still  keep  the  overall  velocity  within  the  limits  specified.) 

Test  method:  This  test  is  carried  out  on  the  basis  of  assessing  resistance  to  a  single  impact  at  any 
point  on  the  components  described  in  Clause  S.  1 . 1  of  CSA-294.3-1988.  Thus,  there  shall  be  only 
impact  on  a  selected  point  and  no  impact  on  a  point  where  likelihood  of  failure  may  have  been 
significandy  increased  by  a  previous  nearby  impact  (e.g.,  a  spectacle  lens  that  had  been  impacted  at  its 
center  would  not  the  be  impacted  at  its  edge). 

Points  of  impact  shall  be  selected  to  establish  the  impact  resistance  of  the  whole  protector.  Some 
suggested  points  of  impact  are  as  follows: 

1.  Lens  center 

2.  Outer  edge  of  the  lens  or  sid  attachment 

3.  Side  shield 

4.  Inner  edge  of  the  lens  by  the  nose 

5.  Side  of  the  goggles,  cup  or  frame. 

The  protective  device  shall  be  weighed  and  placed  on  the  headform  in  the  .  osition  as  usually  worn.  A 
piece  of  carbon  paper  above  a  piece  of  white  paper,  each  of  adequate  size,  shall  be  placed  between  the 
protective  device  and  the  headform.  The  assembled  headform  and  protective  device  shall  be  placed 
before  the  propulsion  equipment.  The  steel  ball  shall  be  projected  at  the  appropriate  velocity,  specified 
in  Clause  5.1  of  CSA-Z94.3-M88,  against  the  protective  device.  The  protective  device  shall  be 
reweighed  to  determine  amount  of  material  detached,  if  any. 

4.1.83  Recommendation 

Both  the  ANSI  Z87.1  and  the  CSA-Z94.3  test  methods  are  well  described  and  should  provided  reliable 
and  reproducible  results  for  high  mass  impact  tests.  MIL-STD-ti62  should  be  followed  to  provide  high 
velocity  impact  results.  Table  5  lists  the  vision  parameters  to  be  tested.  Included  in  the  table  is  the 
recommended  equipment  to  test  the  parameters  and  the  estimated  cost  of  the  equipment. 
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Table  5.  Recommended  Vision  Testing  Equipment 


Pinmetcr 

Equipment 

Estinuted  Cost 

Comments 

Lumiiuncs  Tniumittince 

Spectrophotometer 

$t5k 

Capable  of  measuring  absolutt 
transmittance  from  190  nm  to  >2000  nm. 
Can  alto  provide  chromtticity 
coordinates.  May  require  more  extensive 

data  analvsit 

Hazs 

Gardner  Hazegard  (model  XL 

21  n 

Stoic 

Priimatic  Deviation  and 

RefiacUve  Power 

Humphery  Lena  Analyzer 

Stoic 

Any  curved  optical  lent  will  have  power, 
it  is  important  to  measure  the  matlc  in  the 
at  worn  position. 

The  Humphery  it  automated  and  is 
capable  of  measuring  prism,  power  and 
cylinder. 

Diitonion 

Atm  Arbor  Optical  Tetter 

S21c 

Subjective. 

Peripheral  Field-of-View 

Goniometer  and  Alderson  50th 
%  Head  form 

NA 

Solely  to  detennjM  if  there  it  an 
obstruction. 

Subjective  Analveii 

NA 

NA 

Ballistic 

Alderson  50th  %  Headform 
and  projectile  source. 

NA 

ANSI  and  CSA  test  for  high  mats  impact. 
MU.  tests  for  high  velocity  impact. 

NA  ••  Noe  ivaiUble  or  Nol  Applicable 

The  following  recommendations  are  from  conversations  with  several  reputable  vision  testing 
individuals:  Dr.  John  Masso,  AO  Tech  Corp.;  Hi  Szamosi,  CSA;  Dr.  Arol  Ougsburger  and 
Dr.  Gregory  Good,  Coilege  of  Optometry,  Ohio  State  University;  Dr.  Dave  Loshin,  College  of 
Optometry,  University  of  Houston. 

Luminance  Transmittance.  The  most  absolute  transmittance  measuring  instrument  is  the 
spectrophotometer.  Certain  types  if  spectrophotometers  can  measure  transmittance  for  wavelength 
bands  item  ultraviolet  (190  nm)  to  in&ared  (>2000nm).  Spectrophotometer  data  may  require  more 
extensive  processing.  Process^!  data  can  provide  both  luminance  transmittance  and  chromaticity 
coordinates.  The  added  ability  to  measure  transmittance  in  the  ultraviolet  and  infrared  regions  may 
prove  useful  when  future  battlefield  threats,  such  as  lasers,  become  realized. 

Haze.  Both  the  Gardner  Hazegard  and  the  Hunter  Colorimeter  are  adequate  instruments  for  measuring 
percent  haze  of  the  mask  lens.  The  Hunter  Colorimeter  can  also  provide  chromaticity  coordinates. 

The  Hazegard  is  preferred  because  of  its  low  cost.  The  need  for  chromaticity  coordinates  is  not 
actually  stated  and,  if  desired,  can  be  provi  Jed  by  the  spectrophotometer. 

Prism  Deviation  and  Refractive  Power.  There  are  two  main  types  of  instruments  commonly  used  to 
measure  the  prism  and  power  of  lens;  telescopes  and  focimeters.  Telescopes  are  considered  more 
cumbersome  than  focimeters  due  to  the  large  amount  of  space  they  require.  The  focimeter  (i.e.,  the 
Vertometer  of  Reichart  Optical)  is  subjective  which  may  reduce  the  reliability  of  the  data.  One  option 
described  by  Dr.  John  Masso  (telecon-AO  Tech)  is  a  prism  testing  setup  developed  by  American 
Optical  which  measures  the  prism  of  the  lens  in  the  'as  worn'  position.  The  protective  device  is  placed 
on  an  Alderson  50tb  percentile  head  form  and  the  vertical  and  horizontal  prism  deviations  are 
measured.  Perhaps  the  easiest  method  of  measuring  prism,  refractive  power  and  cylinder  is  the 
Humphery  Lens  Analyzer  system.  This  system  is  compact  and  automated  and  should  provide  non- 
subjective  repeatable  measurements. 
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Distortion.  A  non-subjective  method  of  measuring  distortion  was  not  found.  Perhaps  the  most 
accurate  and  reproducible  measuring  technique  would  use  the  Ann  Arbor  Optical  Tester.  This  system, 
with  the  use  of  a  mirror,  projects  vertical  lines  through  the  lens  twice.  The  resulting  image  can  be 
compared  with  image  standards  to  'quantify'  the  measurements.  Dr.  Loshin  of  the  College  of 
Optometry  at  the  University  of  Houston  advocated  analyzing  the  lens  using  modulation  transfer 
functions.  Although  this  process  will  not  completely  address  the  distortion  issue,  it  does  provide 
another  method  of  quantifying  the  characteristics  of  a  lens. 

Peripheral  Fleld-of-View.  The  only  non-subjective  method  of  measuring  field-of-view  (FOV)  is  the 
goniometer  setup  described  in  the  CSA  Z94.3-1988.  The  mask  being  tested  in  the  as  worn  position  on 
an  Alderson  SOth  percentile  male  headform  which  is  situated  in  the  goniometer.  The  eyes  of  the 
headform  are  equipped  with  light  sensors  which  detect  the  collimated  light  as  the  headform  is  rotated. 
This  setup  uses  existing  off-the-shelf  equipment  and  should  provide  accurate,  reproducible  and  non- 
subjective  measurements. 

There  is  a  need  for  more  study  in  this  area.  FOV  requirements  must  be  established.  If  acceptable  or 
substantiated  requirements  can  not  be  found,  testing  will  be  necessary  to  establish  them. 

Subjective  Analysis.  The  requirements  for  subjective  analysis  must  be  addressed. 

Shatter  Resistance.  There  are  two  basic  types  of  shatter  resistance  tests;  high  mass  and  high  velocity. 
Both  tests  provide  valuable  information.  It  is  recommended  that  the  high  mass  testing  methods  in 
ANSI  Z87.1  and  high  velocity  testing  methods  in  MIL-V-43SI1  both  be  used. 


4.2  Communications 
4.2.1  Requirement 

The  mask  shall  permit  intelligible  voice  transmission  (face  to  face)  and  shall  not  interfere  with  hearing. 
It  shall  permit  the  use  of  receiving  and  transmitting  communication  devices  currently  in  use  by  the 
services,  those  now  in  development  and  those  in  use  at  the  time  of  the  new  mask  availability. 

4.2JI  Test  Method  ^ 

Given  the  importance  of  effective  voice  communication  in  any  setting,  much  study  has  been  conducted 
to  develop  intelligibility  tests  and  ev^uation  facilities.  Since  voice  communication  can  be  affected  by 
many  factors  including  electrical  and/or  acoustical  noise,  radio  interference,  jamming,  and 
communication  signal  processing,  no^  only  must  these  tests  and  facilities  simulate  aspects  of  regular 
voice  communication  and  sound  environments,  but  they  should  also  identify  where  and  why  a  given 
system  degrades  effective  voice  communication.  If  problem  areas  can  be  identified,  it  becomes 
possible  to  correct  deficiencies  and  even  enhance  communication  capability. 

The  most  widely  used  intelligibility  tes,t  is  the  Modified  Rhyme  Test  (MRT).  This  test  is  composed  of 
several  lists  of  monosyllabic  words  which  are  presented  to  a  listener  via  a  standardized  tape  or  speaker. 
The  listener  is  responsible  for  identifying  the  words.  The  test  uses  words  that  are  very  similar, 
differing  perhaps  only  in  the  leading  consonant.  Failure  to  identify  words  correctly  may  imply  that  the 
system  being  evaluated  (helmet,  mask,  etc.)  causes  attenuation  and/or  distortion  of  sounds. 
Identification  of  specific  sounds  that  are  less  intelligible  may  direct  the  system  designers  to  flaws  in 
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their  design  and  subsequently,  corrections  for  those  flaws.  Typically,  the  MRT  is  performed  in 
controlled  settings,  ide^ly  in  a  reverberation  chamber. 

The  U.S.  Air  Force  Armstrong  Aerospace  Medical  Research  Laboratory's  Biodynamics  and 
Bioengineering  Division  has  two  reverberation  chambers  currently  operational.  Each  chamber  can 
accommodate  up  to  ten  test  subjects  to  which  the  MRT  can  be  administered  simultaneously.  Through 
the  use  of  large  sound  systems,  the  chambers  can  simulate  sound  environments  such  as  flying  aircraft 
interiors.  Other  factors  can  be  changed  including  microphones,  earphones,  helmets,  oxygen  masks. 
Jamming  signal  type  and  modulation.  Jammer  to  signal  power  ratios,  and  receiver  input  power.  An  air 
respiration  system  is  also  included,  lliese  chambers  have  proven  to  provide  accurate  simulations  of 
actual  voice  communication  environments. 

Another  test  of  a  mask's  voicemitter  can  be  conducted  using  the  Rasti  equipment.  This  test  uses  a 
special  sound  room  designed  to  test  the  audition  emitted  from  a  mask.  'The  sound  proof  room  has  a 
mannequin  head  set  at  a  specific  height  with  four  microphones  to  pick  up  the  emitted  sounds  and 
transfer  them  to  the  computer,  providing  the  hertz  level  coming  through  the  mask.  The  computer  then 
produces  graphs  on  the  sound  and  the  distance  the  sound  carries  and  the  strength  of  the  sound.  The 
Rasti  provides  an  excellent  first  look  at  the  voice  emitting  capability  of  the  mask;  however,  it  does  not 
allow  for  voice  variability,  different  sounds  of  language  or  the  problems  with  messages  sent  over 
electronic  equipment  (i.e.,  telephone,  intercom). 

When  the  designer  is  only  interested  in  how  the  system  will  attenuate  sound  in  general,  an  isolated 
reverberation  chamber  is  used  along  with  a  sound  generator.  These  chambers  are  built  in  accordance 
with  ANSI  S  12.6-1984.  The  standard  sets  limits  on  ambient  noise  levels,  reverberation  time,  sound 
pressure  level  uniformity,  and  sound  field  directionality,  as  well  as  measurement  systems.  Such 
chambers  are  necessary  in  the  evaluation  of  sound  attenuation  to  provide  a  controlled  environment 
where  data  collected  is  consistent  between  evaluations. 

The  U.S.  Air  Force  Armstrong  Aerospace  Medical  Research  Laboratory's  Biodynamics  and 
Bioengineering  Division  has  an  automated  chamber  that  complies  with  ANSI  S  12.6-1984.  The 
chamber  can  be  operated  through  a  computer  system  to  automatically  collect  data  using  'real-ear' 
attenuation  at  threshold  and  'physical-ear'  at  threshold  methods.  The  system  can  evaluate  systems  such 
as  earplugs,  earmufts,  communication  headsets  and  helmets,  active  noise  reduction  units  and 
combinations  of  these  systems.  The  computer  stores  a  database  of  results  ftom  these  types  of  systems 
that  can  be  accessed  to  make  comparisons  between  similar  systems.  Upon  finishing  an  evaluation,  the 
computer  determines  mean  attenuation  for  single  numbers,  for  each  third-octave  band,  OSHA  and  EPA 
ovei^l  noise  reduction  ratings  and  can  determine  daily  exposure  limiting  duration  to  a  given  noise. 
Hard  copy  of  the  formatted  data  and  attenuation  plots  are  provided. 

4,23  Recommendation 

There  is  a  strong  indication  that  the  current  requirement  of  75%  MRT  is  not  adequate  or  acceptable  to 
the  soldier  in  the  field.  Mil-Std-1472D  states  Ae  75%  MRT  level  should  not  be  used  for  operational 
equipment.  The  NATO  standard  of  85%  MRT  should  be  considered  as  the  standard  with  91%  MRT 
as  a  design  goal.  Using  the  NATO  standard  will  require  redesign  of  the  voicemitter  and/or  the  use  of 
an  auditory  system  to  assist  the  soldier  in  the  field. 


It  is  recommended  that  since  a  large  monetary  investment  would  be  necessary  to  provide  the  facilities 
already  available  at  the  USAF  Biodynamics  and  Bioengineering  Lab,  that  C^EC  should  send  any 
masks  requiring  this  specialized  testing  to  the  US  Air  Force.  The  Air  Force  is  receptive  to  this 
intergovernmental  involvement,  with  the  director  of  the  Auditory  Test  Division  stating  he  would 
welcome  the  testing  for  the  U.S.  Army.  The  contact  for  this  testing  is  Richard  McKinley  (513)  255- 


3660. 


4.3  Respiration 
4J.1  Requirement 

Inhalation  breathing  resistance  shall  be  no  greater  than  55  millimeters  (nun)  of  water  at  85  liters  per 
minute  (Ipm)  for  the  field  version  of  the  mask  and  no  greater  than  70  mm  of  water  at  85  1pm  for  the 
aviation  and  combat  vehicle  masks  with  attached  hoses.  Exhalation  breathing  resistance  shall  be  no 
greater  than  26  mm  of  water  at  85  1pm.  Under  normal  activity,  (undefined)  effective  dead  space  shall 
not  exceed  400  ml. 

4.3.2  Test  Method 

Inhalation  and  Exhalation  Resistance:  Airflow  resistance  shall  be  determined  using  ambient  conditions 
at  a  flow  rate  of  85 1pm  using  Q-123  Inhalation/Exhalation  Resistance  indicator  or  equivalent 
sqiparatus. 

The  effect  of  wearing  a  respirator  on  soldier  performance  interferes  primarily  with  rifle  firing, 
automated  communication  and  tasks  that  demand  aerobic  capacity.  Performance  seems  to  be  dependent 
on  breathing  resistance  and  duration  of  the  task.  Lotens  (1980)  found  reductions  in  performance  on  400 
m  and  3.1  km  runs  .  The  loss  of  performance  found  in  British  experiments  of  22  %  with  the  S-6 
respirator  compares  well  with  Lotens  1980  data.  Tests  which  do  not  demand  maximum  pulmonary 
performance  show  less  performance  decrement  due  to  breathing  resistance.  There  is  a  strong 
interaction  effect  shown  between  respirator  and  type  of  garment  worn  (Lotens,  1982). 

The  additional  effect  of  the  respirator  is  smallest  for  the  most  impeding  garment.  A  possible 
explanation  could  be  that  the  respirator  and  the  garment  act  on  different  psychophysiological 
mechanisms,  limitation  of  the  one  mechanism  causing  idle  capacity  in  the  other  mechanism,  which 
makes  iimitations  of  the  latter  less  severe.  In  this  view,  effects  that  act  on  the  same  system  should  be 
additive.  However,  very  little  evidence  exists  to  support  this.  Further  research  would  be  worthwhile 
since  we  tend  to  stack  protective  clothing  on  top  of  protective  clothing  with  more  being  equated  to 
better. 

Little  is  known  about  tiie  additivity  of  clothing  and  equipment  loads.  Haisman  (1975)  found  the 
performance  decrement  of  Chemical  Defense  (CD)  protective  clothing  and  body  armor  to  be  additive, 
yet  there  is  evidence  that  interaction  occurs  between  CD-protective  clothing  and  the  respirator. 

Without  a  consistent  set  of  data  obtained  with  one  single  method  it  is  impossible  to  draw  firm 
conclusions. 
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Firing  at  a  range  does  not  discriminate  between  garments,  and  not  even  between  with/without 
respirator.  Maneuver  courses  are  very  well  suited  for  the  measurement  of  performance  decrement. 
Performance  should  be  measured,  however,  for  every  obstacle  separately.  The  debarlcation  net,  the 
crawl  and  the  jump  discriminate  well  between  various  respirators,  with  digging  foxholes  discriminating 
between  with/without  respirator.  Prolonged  wear  of  the  respirator  may  lead  to  many  detrimental 
effects  such  as,  sleep  deprivation  and  decreased  physical  condition,  negative  attitude  to  the  task, 
lowered  alertness  and  morale  may  result.  A  major  part  of  these  problems  are  due  to  the  respirator. 

4JJ  Recommendntion 

The  research  points  to  the  development  of  tests  which  closely  mimic  specific  tasks  of  the  soldier's 
work  environment.  If  this  is  the  case,  then  the  method  of  testing  respiration  should  be  tied  to  leg  and 
arm  work.  This  type  of  performance  is  not  available  on  the  treadmill,  the  treadmill  can  only  provide  a 
key  to  those  tasks  requiring  data  on  marching  or  walking  tasks.  For  a  total  understanding  of  the 
workload  imposed  on  the  human,  an  arm/leg  ergometer  is  recommended.  If  an  arm/leg  ergometer  is 
not  feasible,  then  the  leg  ergometer  is  recommended.  The  U.S.  Military  is  moving  towards  the  use  of 
the  cycle  ergometer  as  the  standard  method  of  physical  fitness  testing,  replacing  the  1 .5-mile  aerobics 
run.  Using  the  ergometer  would  provide  the  researcher  with  repeatable  baseline  data  for  each  test 
subject. 

With  the  ergometer  (or  treadmill),  the  Medgraphics  Metabolic  Cart  is  recommended  to  collect  data  on 
aerobic,  metabolic,  cardiopulmonary  and  thermal  responses.  Oxygen  uptake,  carbon  dioxide  output, 
respiratory  exchange  ratio,  pulmonary  ventilation,  ventilatory  equivalent  for  oxygen  ?nd  respiratory 
rate  can  be  continuously  monitored  by  the  Medgraphics  CAD/Net  2001  Metabolic  Cart.  The  metabolic 
cart  is  an  automated  system  that  provides  continuously  updated  data  on  the  monitor  and  provide .  a 
printout  of  the  information  following  the  test  procedures. 

Breathing  resistance  and  weight  distribution  can  be  measured  in  the  laboratory  and  then  correlated 
either  to  human  testing  results  or  past  experience  with  masks.  The  JSOR  requirement  for  inhalation 
resistance  is  55  mm  (max)  H2O  for  a  one  canister  system  field  mask.  For  armor  and  air  crew  masks, 
the  maximum  inhalation  resistance  is  70  mm  H2O.  The  maximum  exhalation  resistam  tc  both  types 
of  mask  is  26  mm  H2O.  Breathing  resistance  is  currently  measured  by  introducing  a  known  constant 
flow  of  air  (usually  85  1pm)  to  the  inhalation/exhalation  path  and  measuring  the  pressure  drop  across 
critical  components  such  as  filters  and  exhalation  valves.  Masks  should  be  tested  by  sealing  the  mask 
on  an  Alderson  50%  headform  and  simulate  breathing.  Human  breathing  is  simulated  in  a  sinusoidal 
pattern  with  pressure  transducers  mounted  to  measure  pressure  drops  during  the  entire  breathing  cycle. 
This  type  of  evaluation  allows  for  a  better  simulation  of  actual  wear  of  the  mask  including  flows  inside 
the  mask  and  interference  with  facial  features  or  mask  structures  than  with  constant  flow  evaluations. 
SA£  ARP  1I09A  provides  test  setup  for  sinusoidal  breathing  evaluation.  Table  6  provides  cost  data 
on  the  manufactured  breathing  machines  available.  Three  companies  provide  breathing  machines 
which  may  be  connected  to  the  Alderson  headform:  Test  Engineering,  BioSystems,  Inc.  and  TSI. 

When  wearing  a  protective  mask,  resistance  must  be  carefully  controlled.  If  resistance  is  too  high, 
respiration  will  be  impeded  and  the  soldier  may  even  adopt  a  stance  in  which  a  leak  occurs.  If 
resistance  is  too  low,  the  forces  which  adhere  the  mask  to  the  face  during  inspiration  would  be  low, 
increasing  the  risk  of  leaks  (Cotes,  1962).  Several  systematic  studies  were  conducted  by  Silverman 
(1945)  which  quantified  the  physiological  response  to  increased  breathing  resistance  One  of  the 
conclusions  was  that  the  physiological  responses  of  individuals  varied  considerably  for  each  resistance 
condition.  This  points  to  the  individual  variability  with  which  mask  designers  must  contend. 
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The  inhalation  and  exhalation  resistance  should  be  kept  to  the  minimum  which  will  protect  against  seal 
leakage.  The  design  goal  should  be  to  develop  a  mask  which  has  all  of  the  protection  components,  yet 
when  the  soldier  dons  the  mask  there  is  very  little  change  in  breathing  resistance.  This  is  difficult  to 
accomplish,  but  the  least  amount  of  resistance  which  will  properly  seal  the  mask  is  recommended  from 
the  physiological  and  psychological  position  of  the  soldiers. 

The  amount  of  breathing  resistance  which  is  described  as  being  physiologically  first  detectable  at  10 
mm  H2O  at  100  1pm,  first  observable  at  8.7  mm  H2O  and  100 1pm,  tolerable  at  IS  mm  H2O  and  Love 
(1980)  concludes  that  total  breathing  resistance  should  be  kept  at  about  12  •  17  mm  H2O  with 
inspiratory  resistance  of  6-14  mm  H2O.  Further  testing  will  be  required  to  substantiate  these 
numbers.  Other  than  laboratory  experiments,  the  effects  on  actual  soldier  performance  of  different 
combinations  of  resistance  have  not  been  studied.  Most  studies  examine  the  combined  effect  on  soldier 
performance  of  the  protective  mask  and  clothing  system,  therefore  it  is  difficult  to  tease  out  of  the 
studies  degradation  due  to  just  the  breathing  resistance  of  the  mask. 

Filter  Capacity  Recommendation:  As  seen  by  the  soldier,  one  of  the  most  debilitating  pai  ts  of  the 
chemical  protective  mask  is  the  filter  system.  Typically,  the  more  experienced  soldier  will  not  put  the 
filters  ir  during  field  trials  or  they  remove  the  filters  as  soon  as  they  are  out  of  sight  of  the  test 
director.  The  filter  design  imposes  degradation  on  the  soldier  which  requires  further  study.  The  best 
filter  would  be  one  which  contai'^.s  a  sensor  which  recognizes  the  gases  in  the  air,  analyzes  them  and 
increases  or  decreases  the  protection  level  to  protect  the  soldier  when  in  a  contaminated  environment. 
When  not  in  a  contaminate  environment  the  filters  remain  essentially  non-existent. 

A  recommendation  for  agent  testing  of  the  mask  is  the  use  of  a  sinusoidal  breathing  system  which 
challenges  the  entire  mask  including  the  filter  with  live  agent  or  simulant.  In  the  past,  filter  cores  have 
been  challenged  at  high  concentration  and  constant  flow  rate  for  short  periods  of  time  (MIL-STD-282, 
for  Cl,  M17,  etc.).  This  provides  data  which  are  difficult  to  correlate  with  actual  operational  usage  in 
a  contaminated  environment.  This  test  method  does  not  simulate  human  interface  or  operational  use  at 
all.  Exhalation  contamination,  bi-directional  flows,  human  interface  and  realistic  challenge  should  be 
simulated  to  provide  correlational  results. 

Dead  Space  Recommendation:  The  JSOR  states  that  effective  dead  space  within  a  protective  mask’s 
respiratory  path  shall  not  exceed  400  ml.  This  low  volume  of  dead  air  space  will  limit  carbon  dioxide 
buildup  and  increase  wearability  of  the  mask.  Methods  used  to  measure  dead  space  are  described  in 
CWLR  2264  (U.S.  Army  Research  Institute  of  Environmental  Medicine,  Natick,  MA).  Johnson 
(1990)  concluded  that  dead  space  has  minimal  performance  effect,  perhaps  as  little  as  S  %  at  high  ~ 
moderate  to  high  work  rates.  At  very  high  work  rates,  dead  space  by  itself  would  be  expected  to  have 
a  smaller  effect  due  to  lower  end-tid^  CO2  percentages,  but  dead  space  combined  with  mask  resistance 
interactions  at  very  high  work  rates  may  cause  severe  degradation.  This  degradation,  ir.  the  form  of 
hyperventilat'jn  has  been  seen  in  field  exercises,  but  has  not  been  documented  as  a  direct  effect  of 
dead  space. 

The  portion  of  the  population  with  CO2  sensitivity  is  between  2  and  5  %,  this  group  has  not  been 
studied  in  depth,  using  changes  in  a  combination  of  heavy  work,  dead  space  and  breathing  resistance  to 
determine  if  the  change  in  dead  space  would  affect  a  large  enough  sample  to  be  beneficial.  Any  change 
in  dead  space  would  also  need  to  be  studied  concerning  the  psychological  effects  of  moving  the 
respirator  closer  to  the  face  and  what  effect  the  thermal  response  to  this  change  would  be.  The  amount 
of  sweating  may  not  permit  moving  the  nose  cup  closer  to  the  face.  There  are  a  number  of  interactions 
which  must  be  studi^  before  changes  in  nose  cup  design  can  be  made. 


4.4  Thermal 


4.4.1  Requirement 

The  operational  temperature  range  as  between  25°?  to  120OF.  There  shall  be  no  degradation  in 
performance  during  wear  within  the  temperature  range.  The  criteria  for  performance  of  common 
military  skills,  as  modified  for  the  temperature  environments,  shall  apply. 

4.4  J  Test  Method 

The  JSOR  states:  Methods  defined  in  the  test  agency's  test  design  plan  will  be  utilized. 

Deppisch  and  Craig  (1966)  measured  the  rise  ir.  core  temperature  as  a  function  of  mask  and  hood  wear. 
They  reported  that  when  wearing  no  mask  the  rate  of  rise  in  core  temperature  was  0.031°F/minute; 
wearing  the  M17  mask  the  rate  was  0.036°F/minute  and  the  rate  of  increase  when  wearing  the  M17 
with  the  hood  was  0.048OF/minute.  This  is  an  increase  of  .OOS^F  and  .017OF  per  minute, 
respectively.  This,  in  itself  is  not  enough  rise  in  core  temperature  to  produce  heat  casualties,  but  the 
influence  of  this  rise  in  core  temperature  may  be  seen  as  other  reactions  such  as  dizziness,  headache  or 
slight  heart  rate  increase.  The  study  of  the  interaction  of  thermal  effects  and  mask  wear  must  be 
considered  for  different  effects.  Because  of  this,  a  discussion  of  the  physical,  physiological  and 
psychological  effects  are  presented  with  recommendation  for  incorporating  all  of  ^ese  into  the  testing. 

Physical  Effects: 

The  transfer  of  heat  from  the  body  via  the  head  is  simply  a  function  of  the  surface  area  available. 

Since  the  head  is  less  than  10  %  of  the  body  surface  area,  the  proportion  of  the  total  body  heat  loss  by 
the  head  is  relatively  small.  However,  when  chemical  protective  overgarments  are  worn  the  relative 
contribution  of  the  head  to  total  body  heat  loss  increases  as  the  other  areas  of  the  body  are  covered. 
Consequently,  wearing  the  mask  and  hood  over  the  head  can  seriously  reduce  the  already  limited  heat 
loss  capability  of  the  body.  In  a  study  done  by  the  U.S.  Army  (1974)  with  an  air  motion  of  0.3m-s’*, 
the  insulating  air  layer  around  a  bare  head  was  reported  as  0.64  CLO  units.  The  evaporative  moisture 
permeability  was  0.62  yielding  a  permeability  index  ratio  (Im/CLO)  value  of  0.97;  which  means  sweat 
evaporation  cooling  from  the  bare  head  is  only  3  %  less  than  the  maximum  evaporative  cooling 
ca  )acity  of  the  environment.  When  standard  U.S.  M-1  helmets  were  worn,  the  I^j/CLO  value  dropped 
to  0.43  indicating  greater  than  a  50%  reduction  in  heat  transfer  from  the  head. 

Subsequently,  an  evaluation  of  the  U.S.  M17  mask  alone  and  the  M6  protective  hood  was  conducted 
by  Goldman  (1984)  to  discriminate  the  heat  stress  effects  of  a  protective  hood  from  the  heat  stress 
ejects  of  the  mask.  In  still  air,  the  standard  U.S.  helmet  and  M17  mask  on  a  sweating  sectional 
mannequin  head  yielded  an  I,j}/CLO  value  of  0. 13;  with  the  addition  of  the  impermeable  M6  hood,  the 
perme^ility  index  ratio  decreased  to  0.02  I^^CLO.  Assuming  that  a  soldier  is  wearing  a  helmet, 
donning  a  mask  without  a  hood  can  reduce  heat  transfer  from  the  head  by  approximately  70  %  and 
adding  the  hood  can  make  the  total  decrease  in  heat  transfer  greater  than  90  %.  Furthermore,  the  M6 
hood  also  covers  the  shoulders  and  seals  the  opening  at  the  jacket's  collar,  thus  reducing  evaporative 
heat  transfer  from  the  torso  by  about  25  %.  If  the  body  is  iready  having  difficulty  in  maintaining  its 
requirements  for  heat  loss,' this  loss  of  heat  transfer  ability  from  the  head  and  torso  could  result  in 
significant  increase  in  core  temperature  and  decrease  in  work  performance  as  a  result  of  the  increased 
body  heat  storage. 
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A  soldier  wearing  a  mask  in  direct  sunlight  may  gain  heat  in  the  are^  of  his/her  face  by  the  mask's 
greenhouse  effect.  Masks  with  large  lenses  or  transparent  facepieces  collect  more  radiant  energy. 
However,  the  ventilatory  induced  air  motion  within  the  mask  attenuates  this  greenhouse  effect.  Heat 
gain  via  this  pathway  maybe  a  problem  or  at  least  a  nuisance,  during  tasks  requiring  minimal 
movement  and  subsequently  low  ventilatory  rate. 

Physiological  Effects: 

Several  studies  have  attempted  to  evaluate  the  effect  of  mask  wear  on  the  physiological  responses 
during  exercise  in  the  heat.  Robinson  and  Gerking  (1945)  studied  two  heat  acclimated  subjects  for  the 
effects  of  the  masks  on  sweat  rate,  heart  rate  and  body  temperature  in  both  hot/wet  and  hot/dry 
environments.  In  both  environments  the  subjects  wore  jungle  fotigues  and  exercised  for  two  hours  at 
350  watts.  Wearing  a  mask  and  impermeable  hood  elevated  the  sweat  rate  by  about  28  %  above  the  no 
mask  and  hood  controls  in  the  hot/wet  environment  and  by  about  16  %  in  tlie  hot/dry  environment. 
Mean  skin  temperature  was  increased,  but  core  temperature  was  not  further  elevated  when  the  mask 
and  hood  were  worn.  The  heart  rate  tended  to  be  higher  with  the  mask  on. 

Other  researchers  have  found  that  sweating  under  the  mask  and  hood  causes  an  uncomfortable 
accumulation  of  liquid  which  soaks  the  chin.  Sweat  often  penetrates  the  filter  elements  in  CD  masks 
causing  an  increas^  inspiratory  r>^istance  and  degradation  of  the  filter's  protective  function. 

During  development  of  clothing  materials  it  would  be  beneficial  to  have  an  estimate  of  the  thermal 
strain  that  could  be  expected.  Although  many  experiments  have  been  reported  on  the  limits  of 
tolerance  of  CD-clothing,  the  ever  returning  question  is  whether  those  results  could  be  transferred  to 
other  materials  for  CD-protective  clothing  .  Many  parameters  are  involved  here:  heat  resistance  and 
water  vapor  permeability  of  the  fabric,  wind  penetration,  other  clothing  that  is  worn,  the  fit  of  the 
garment  and  the  posture  and  motion  of  the  wearer.  No  method  has  been  published  to  date  which 
relates  the  fabric  data  to  experimental  results  on  subjects.  The  usual  procedure  is  that  the  measured 
thermal  strain  during  a  specific  activity  is  correlated  with  the  heat  insulation  as  measured  on  a  thermal 
mannequin  and  the  vapor  permeability  as  measured  on  a  wetted  flat  plate  (material  sample).  The 
correlation  is  purely  mathematical;  the  actual  insulation  and  vapor  permeability  during  the  activity, 
which  may  be  considerably  different  from  the  static  conditions,  is  unknown. 

It  has  been  attempted  to  acquire  the  actual  insulation  and  vapor  permeability  data  during  the 
performance  of  the  activity,  not  only  for  the  whole  assembly,  but  for  the  separate  components  as  well. 
There  are  no  acceptable  data  published  for  the  clothing  insulation  and  vapor  permeability  during  task 
performance  of  clothing  for  which  the  fit  of  the  garment  must  also  be  considered.  The  claim  is  only  to 
provide  a  useful  estimate  of  the  significance  of  material  properties. 

Lotens  came  to  the  conclusion  that  the  total  heat  storage  in  the  body  is  the  predominant  criterion  for 
heat  tolerance,  at  maximum  of  nearly  8  J/g  body  weight.  Therefore,  it  matters  little  whether 
overheating  arises  because  of  heat  from  the  outside  (hot  skin)  or  heavy  work  (hot  core).  For  heat  and 
work,  both  the  muscles  and  peripheral  vascular  system  require  blood  supply.  Since  the  muscles  are 
greatly  involved  in  the  recirculation  of  the  blood,  this  state  can  be  maintained  for  some  time,  but  with 
the  stoppage  of  movement,  there  is  an  excess  blood  storage  in  the  large  veins  and  there  is  threat  of 
fainting.  The  fainting  from  stoppage  of  movement  occurs  when  body  temperatures  are  38*^0  or  higher. 
A  closely  related  variant  is  the  fact  that  the  corresponding  high  heart  rate  has  a  tendency  to  continue  to 
increase,  even  when  the  body  temperature  and  work  are  stable.  This  goes  hand  in  hand  with  the 
exhaustion  phenomena.  Therefore  the  TNO,  Netherlands,  has  considered  both  heat  storage  and  heart 
rate  criterion. 
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The  relationship  between  clothing,  mask  design  and  operational  performance  is  a  very  complicated  one 
and  due  to  lack  of  control  of  some  variables  involved  virtually  impossible  to  assess.  The  results  of 
experiments  can  be  summarized  by  the  rule  of  thumb  that  energy  cost  increases  4  %  for  each  clothing 
layer  at  marching  speed  and  3  %  per  layer  with  a  slower  pace.  It  seems  logical,  yet  unproven,  that 
motion  restriction  does  raise  energy  cost  considerably. 

Psychological  Effects: 

Aside  froiii  the  actual  phyr!olo»!5''al  strain  imposed  by  wearing  the  mask  in  warm  environments,  there 
exists  the  psychologic^  acceptability  of  a  mask  in  these  environments.  Factors  such  as  the  dry  bulb 
temperature  and  dew  point  of  the  air  inside  the  mask  and  facial  skin  wetness,  affect  the  temperature 
and  comfort  sensations  for  the  whole  body.  In  a  study  by  Gwosdow  et.  al.,  (1986),  six  subjects 
wearing  ventilated  masks  during  rest  and  exercise  in  a  wide  range  of  environmental  conditions  were 
asked  to  rate  their  whole  body  thermal  sensation  and  perception  of  breathing  effort.  Increasing  the  dry 
bulb  or  dew  point  temperatures  in  the  mask  decreased  whole  body  thermal  acceptability.  The  whole 
body  thermal  sensations  were  directly  correlated  with  upper  lip  skin  temperature.  The  subjects 
perceived  breathing  to  be  more  difficult  with  increasing  intra-mask  temperature  and  humidity. 
Protective  mask  acceptability  and  the  capacity  to  perform  essential  military  tasks  may  be  severely 
degraded  by  the  interaction  of  soldiers'  psychological  acceptability  of  the  mask  and  ^e  increased 
physiological  strain  due  to  mask  wear.  This  points  to  the  importance  of  temperature  and  humidity 
control  when  using  microclimate  cooling  to  ventilate  the  facepiece  of  the  mask. 

4.4,3  Recommendation 

The  JSOR  does  not  provide  the  level  of  guidance  required  for  the  problem  of  thermal  effects  on  soldier 
performance.  It  is  obvious  from  this  short  discussion  that  the  effects  of  heat  and  mask  design  on 
performance  should  receive  more  study  than  it  has  in  the  past.  Some  very  basic  questions  are  going 
unanswered  and  should  be  evaluated  in  detail  to  provide  die  best  mask  design  to  the  soldier. 

The  Advanced  Protective  Systems  Integrated  Laboratory  has  a  thermal  chamber  available.  Unless  this 
chamber  proves  to  be  ineffective,  it  is  recommended  that  the  thermal  studies  using  human  subjects  be 
conducted  in  this  chamber.  The  use  of  the  Arm/Leg  Ergometer  (discussed  in  Respiratory  Section)  and 
the  MedGraphics  Metabolic  Cart  would  provide  a  comparison  with  actual  military  tasks  in  hot/wet  or 
hot/dry  environments. 

To  model  the  effects  of  different  clothing  combinations  with  the  mask  it  is  recommend  that  the  Heat 
Strain  Model  developed  at  ARIEM  be  used.  This  new  model  is  based  on  the  calculator-operated  heat 
strain  prediction  model  developed  by  the  U.S.  Army  Research  Institute  for  Environmental  Medicine. 
The  model  can  be  used  to  determine  the  core  temperature  at  various  Ijj,/CLO,  temperature,  humidity 
and  physical  workload  levels.  The  output  is  an  equilibrium  core  temperature  and  time  required  to 
reach  that  temperature.  This  model  is  an  excellent  source  for  analyzing  the  effects  of  various  mask  and 
hood  designs  on  human  core  temperature  without  the  use  of  human  subjects.  Those  mask  designs 
which  look  most  promising  can  then  be  tested  using  human  subjects. 


4.5  Personal  Support 
4J[.l  Requirement 

As  a  minimum,  the  mask  shall  provide  the  wearer  with  a  drinking  capability  from  the  canteen.  The 
drinking  device  shall  be  capable  of  operating  in  temperatures  above  32"?  to  a  maximum  of  120®  F. 
The  mask  shall  allow  the  intake  of  one  quart  of  water  within  ten  minutes.  Water  intake  shall  begin  no 
more  than  IS  seconds  following  initiation  of  mouth  generated  sucking  pressure.  The  time  required  to 
prepare  the  drinking  device  sh^i  be  no  more  than  two  minutes. 

No  requirement  has  been  established  for  eating  while  wearing  a  protective  mask.  The  Surgeon  General 
has  not  accepted  food  intake  in  a  chemical  environment.  The  last  work  on  the  feeding  through  the 
mask  was  accomplished  by  Natick  in  1987  (telecon-H.  Miller)  and  has  not  been  revitalized  since  then. 
Therefore,  we  did  not  look  into  the  feeding  procedures  any  further  than  to  gain  this  information. 

4.5.2  Test  Method 

The  JSOR  states  subjects  will  be  used  to  measure  the  preparation  time  and  to  obtain  the  required  rate 
of  water  intake  during  field  trials.  Preparation  time  will  be  the  time  it  takes  a  subject  to  detach  the 
drink  tube  from  the  mask  and  properly  insert  it  into  the  canteen  drinking  cap.  The  mask  will  be  on  the 
face  and  the  canteen  in  its  carrier  at  the  start.  The  operations  will  be  accomplished  both  with  and 
without  environmental  and  protective  handwear,  excluding  Arctic  mittens,  llie  drinking  device,  when 
being  operated  (that  is  connecting  and  disconnecting  to  the  canteen)  in  a  contaminated  environment, 
shall  not  cause  facepiece  leakage  when  tested  against  com  oil  aerosol  lAW  procedures  outlined  in  the 
vapor  hazard  section  of  the  JSOR. 

4.5J  Recommendation 

The  testing  of  the  drinking  devices  for  respirators  is  straight  forward.  The  only  drawback  is  the 
subjective  nature  of  the  liquid  intake  tests.  A  flow  rate  device  should  be  constructed  to  measure  both 
time  of  water  travel  through  the  drinking  device  and  the  rate  of  liquid  intake.  These  analyses  and  a 
subjective  analysis  test  should  be  used  to  assess  the  overall  compatibility  of  the  device  with  the  user. 
Since  there  are  differences  in  drinking  speed  and  esophageal  response  to  swallowing  liquid;  the  length, 
diameter  and  placement  (location  of  the  drinking  tube  and  different  methods  of  water  intake)  of  the 
drinking  tube  requires  more  research  before  a  time  per  liter  can  be  determined. 


4.6  Compatibility 
4.6.1  Requirement 

The  mask  shall  allow  the  satisfactory  use  of  standard  optical  devices,  be  compatible  with  the  sights  of 
individual  and  crew-served  weapons,  the  head  harness  shall  not  cause  pressure  points  and  meet  the 
comfort  criteria.  The  comfort  criteria  state  that  trained  soldiers  shall  be  capable  of  wearing  the  mask 
for  12  hours  while  performing  their  assigned  military  duties  under  conditions  of  moderate  work  rate 
(undefined)  and  temperate  climatic  conditions.  The  total  weight  of  the  mask,  carrier  and  mask 
accessories  should  be  as  light  as  possible,  but  shall  not  exceed  4.0  pounds. 


4.6^  Test  Method 


The  most  prevalent  compatibility  issue  is  with  the  optical  sights  on  many  weapon  systems  (Paicopolis, 
1987).  These  sights  rely  on  the  position  of  the  user's  eye  relative  to  the  lens  to  present  the  desired 
sight  picture.  At  the  exit  pupil  of  an  optical  sight,  the  field  of  view  through  the  sight  is  maximized. 
As  the  distance  between  eye  and  sight  increases,  the  field  of  view  decreases.  Current  mask  designs 
increase  the  eye  to  sight  distance  because  the  lenses  are  located  at  a  distance  from  the  eye  to  allow 
flowing  air  to  defog  the  lenses.  While  the  reduced  field  of  view  may  not  cause  significant  degradation 
in  the  accuracy  of  gunnery  skills,  the  tasks  of  detecting  and  acquiring  targets  have  demonstrated 
degradation.  Estimating  the  loss  in  Held  of  view  can  be  accomplished  using  the  Slogoff  equation. 

This  equation  calculates  the  percent  occlusion  that  occurs  if  the  eye  relief  designed  into  the  optical 
instrument  (ER)  were  varied  by  some  distance  x,  which  is  the  distance  from  the  front  of  the  protective 
mask  lens  to  the  cornea.  This  varies  as  a  function  of  fit  for  the  wearer.  The  apparent  field  for  the 
instrument  used  is  2p.  When  the  protective  mask  is  worn,  the  reduced  apparent  field  of  view  is  2P’'‘. 
The  formula  to  determine  the  percent  occlusion  that  results  when  the  apparent  field  is  reduced  is; 


%  Occlusion 


2/3 


100 


where  2/3  - 

and  = 

where  EP  = 
P  = 
k  = 


magnification  x  field  of  view 

-  X 

exit  pupil  diameter 

pupil  size  of  3  mm  (0.1 17  in.) 

constant  vertical  pupil  aperture  of  0.039  in. 


This  equation  calculates  the  percent  occlusion  that  occurs  if  the  eye  relief  designed  into  the  optical 
sight  is  varied  by  some  distance.  This  distance  is  measured  from  the  eye  to  the  outer  edge  of  the 
protective  mask  lens.  Because  the  distance  from  the  eye  to  the  outer  edge  of  the  mask  lens  will  vary 
based  on  fit  and  anthropometric  data,  a  standard  headform  should  be  used  to  obtain  this  measurement. 

Another  area  of  concern  is  with  the  interface  of  mask  and  small  arms.  Sighting  many  small  arms  and 
crew-served  weapons  requires  the  soldier  to  rest  his/her  cheek  on  or  very  near  the  weapon  to  align  the 
front  and  rear  sights  and  obtain  a  proper  sight  picture.  If  the  mask  does  not  allow  this,  the  rifle  must 
be  canted  to  obtain  the  sight  picture.  Twisting  the  rifle  to  the  side  creates  an  uncomfortable  and 
unfamiliar  body  position  for  firing,  which  tends  to  reduce  accuracy. 


4.(!J  Recommendations 


Compatibility  comfort,  and  fit  requirements  are  typically  verified  through  human  task  performance 
testing.  Subjects  don  the  mask  and  perform  normal  tasks.  Observation  of  subjects  and  test  subject 
comments  identify  performance  degradation  areas  caused  by  the  mask.  Also,  during  mask 
design/development,  compatibility,  comfort  and  fit  concern  areas  can  be  addressed  and  many  problems 
alleviated. 

The  JSOR  states  that  the  mask  shall  be  designed  so  that  die  mask  can  be  donned,  whether  standing, 
sitting,  kneeling  or  lying  prone  within  9  seconds  by  properly  trained  personnel.  This  mask 
characteristic  can  only  be  measured  by  training  personnel  in  the  proper  procedures  for  donning  the 
mask  and  timing  their  performance. 

An  important  aspect  in  evaluating  protective  mask  performance  is  determining  how  well  the  mask  fits 
and  provides  protection  from  agent  liquids,  aerosols,  and  vapors.  The  quantitative  fit  factor  (QFF)  is 
found  to  determine  how  well  a  given  mask  protects  the  wearer.  QFF  is  defined  as  the  aerosol 
concentration  of  agent  outside  the  mask  (Cq)  divided  by  the  concentration  measured  inside  the  mask 
(Ci): 


Ideally,  this  quantity  approaches  infinity  for  a  perfeedy  fitting  mask.  However,  real  masks  provide 
QFFs  ranging  from  1,000  to  100,000  for  chemical  agent  protection  and  can  exhibit  significantly 
different  QFFs  between  masks  of  the  same  make  and  even  between  fittings  of  one  mask  on  one  person. 
These  variances  are  caused  by  two  major  problems:  it  is  difficult  to  don  masks  in  a  consistent  manner, 
and  due  to  variability  in  head  shapes  and  facial  features,  masks  designed  td  fit  a  range  of  head/face 
sizes  will  not  always  fit  correedy.  To  further  complicate  matters,  wearers  must  be  able  to  perform 
normal  functions  while  wearing  the  mask.  Normal  functions  include  bending  the  neck  and 
talking/shouting,  both  of  which  tend  to  break  mask  face  seals.  These  factojrs  make  determining  an 
accurate  QFF  of  the  mask  very  difficult.  In  fact,  the  NIOSH  Guide  to  Industrial  Respiratory 
Protection  states  that  no  data  have  been  reported  to  demonstrate  that  measured  values  of  QFF  are 
indicative  of  a  respirator's  performance  in  actual  use. 

Many  methods  for  evaluating  fit  factors  of  respirators  have  been  used  in  the  past,  but  these  methods 
vary  in  apparatus,  challenge  aerosol,  measurement  equipment/technique,  etc.  Data  collected  by 
different  methods  do  not  produce  consistent  results  for  a  given  mask.  The  respirator  community  of  the 
United  States  military  recognized  the  variability  in  determining  QFF  and  although  they  could  not 
eliminate  the  physietd  differences  found  among  military  personnel,  they  could  develop  a  methodology 
to  at  least  standardize  the  equipment,  testing  methodology,  measurement  equipment,  and  QFF 
determination.  The  United  States  Joint  Service  Standardization  Agreement  for  Fit  Factor  Testing  of 
Military  Masks  (provided  in  Appendix  B)  is  the  result.  The  agreement  is  approved  and  required  for 
standardized  fit  factor  testing  by  the  U.  S.  Army,  Air  Force,  Navy  and  Marine  Corps. 
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The  United  States  Joint  Service  Standardization  Agreement  for  Fit  Factor  Testing  of  Military  Masks 
standardizes  several  areas  of  fit  factor  testing.  The  desired  system  is  a  com  oil  aerosol  test  system 
with  a  concentration  range  and  Mass  Mean  Aerodynamic  Diameter  (MMAD)  range  as  defined  in  the 
standard.  A  specific  number  of  test  subjects  perform  a  set  of  defined  exercises  (depending  on  the  mask 
application)  in  a  chamber.  Samples  are  taken  with  a  light  scattering  photometer  in  the  eye  region.  The 
standard  defines  how  and  when  data  are  collected  and  reduced.  Although  the  standard  is  specific  about 
several  parameters,  developers  can  deviate  from  the  standard  as  long  as  the  modified  system  is 
properly  correlated  to  the  standard  system.  For  example,  com  oil  is  difficult  to  remove  from  the  test 
apparatus,  so  some  systems  generate  salt  fog.  This  is  acceptable  if  the  salt  fog  results  have  been 
properly  correlated  to  com  oil  results. 

Other  methods  are  available  for  less  formal  fit  testing,  usually  including  a  simple  hood  and  a  smell 
solution  that  can  be  identified  by  the  test  subject  upon  breakthrough.  Table  6  lists  equipment  and  costs 
which  are  available  to  test  mask  protection,  respiration  and  seals. 


Table  6.  Mask  Protective  Seal  Evaluation  Equipment 


Company 


BioSystenu,  Inc. 
(203)  344-1079 


TSI 

(distributed  by 
Instrumentation 
System,  Inc.) 
Steve  Snell 
(513)  294-2838  or 
(216)  845-8800 
(412)  823-7005 


TSI 


Item 

Description 

Mask 

Characteristic 

Evaluated 

■I 

Larger  than  head  hood,  sensitivity/smell 
solution,  fit  test  solution 

Ptotection/Seal 

IH 

Larger  than  head  hood,  sensitivity/smell 
solution,  fit  test  solution,  training 
videotape  and  case  for  idt. 

Protection/Seal 

Custom 

Custom  breathing  machines  can  be  built 
based  upon  modification  of  NIOSH 
approved  breathing  machine  plans. 

Breathing  Resistance 

POSI-CHECK 

Breathing  machine  capable  of  measuring 
seal  protection,  breathing  resistance.  Seal 
protection  is  determined  with  a  vacuum 
leakage  test.  Exhalation  valve  opening 
pressure  can  be  measured.  Face  piece 
pressure  can  displayed  as  a  function  of 
time  or  simulated  tank  pressure. 

Protection/Seal, 
Breathing  Resistance 

iD8020  Porta 
Count  Plus 

Respirator  fit  tester.  Operable  as  stand 
alone  test  set-up  or  with  FITPLUS  IBM 
compatible  software.  Digital  display, 
dBASE  data  format,  printing  capability. 

Fit  factor 

1 

#8110  Certi 

Test  Autonuted 
Filter  Tester 

Ability  to  test  HEPA  grade  99.97% 
efiiciency.  Designed  to  meet  current 
particulate  filter  respirator  certification 
standards. 

Filter  Perfonnance 

#8111 

accessory  for 
#8110 

Provides  fit  testing  with  challenge  aerosol, 
easy  selection  of  sampling  times,  purge 
times,  aerosol  types. 

Filter  Performance 

#8140 

Ability  to  test  for  high  efficiency 
particulate  filter  cartridges  (99.999999% 
efficient).  Uses  two  clean  room 
condensation  nucleus  counters,  adjustable 
flow  rates. 

Filter  Performance 

#8160 

Like  #8140  except  additionally  provides 
determination  of  complete  efficiency 
versus  particle  size  curve  (generates 
various  sized  particles) 

Filter  Performance 

#8091  Certi 

Test  Automated 
Respirator 

Tester 

Completely  programmable  respiration 
machine  and  automated  breathing 
simulator.  Breathing  rates/pattems  are 
adjustable. 

Breathing  Resistance 

#8120 

Designed  to  allow  true  simulation  testing 
with  various  breathing  rates  and  challenge 
aerosols.  Can  test  filter  cartridges  and 
media  Uke  #8110.  #8091  is  integrated  to 
this  unit. 

Breathing  Resistance 

4.7  Psychological 
4.7.1  Requirement 

No  JSOR  has  been  established  regarding  the  psychological  aspects  of  protective  equipment. 

4.7  J  Test  Method 

Since  no  requirement  exists  for  the  psychological  testing,  data  are  presented  as  to  reasoning  for  testing 
and  available  methods  and  equipment  to  accom.plish  the  testing.  No  substitute  (psychological 
simulation)  for  human  subjects  is  available  for  the  psychological  testing. 

Approximately  10  %  of  the  soldiers  volunteering  to  participate  in  field  or  lab  studies  are  found  to  have 
psychological  problems  such  as,  anxiety  or  depression,  and  these  disturbances  range  from  mild  to  those 
which  are  regarded  as  clinically  significant.  TTie  degree  of  psychopathology  has  been  observed  to 
correlate  inversely  with  perception  of  effort,  CO2  sensitivity  and  work  tolerance.  All  cases  of 
breathing  distress  associated  with  respirator  wear  are  not  necessarily  the  result  of  psychological 
problems,  since  it  has  been  reported  that  peak  respiratory  flow  rates  may  exceed  the  delivery  capacity 
of  the  respirator. 

The  manifestations  of  an  anxiety  attack  while  wearing  a  mask  include  the  psychophysiological 
consequences  of  hyperventilation,  which  can  lead  to  decrements  in  military  task  performance. 
Hyperventilation  can  produce  symptoms  including  dyspnea,  tachycardia,  dizziness,  blurred  vision, 
paresthesia,  trembling  and  tetany;  foil-blown  attacks  can  result  in  convulsions  and  disturbance  of 
consciousness.  Psychomotor  performance  is  impaired  by  hyperventilation;  the  degree  of  psychomotor 
deterioration  appears  to  be  inversely  related  to  the  alveolar  PCO2.  In  most  individuals, 
hyperventilation  does  not  manifest  all  these  symptoms.  However,  some  individuals  are  apparently 
more  sensitive  to  the  effects  of  hyperventilation.  Individuals  possessing  this  sensitivity  are 
characterized  as  susceptible  to  the  hyperventilation  syndrome;  such  individuals  may  be  more  prone  to 
experience  respiratory  distress  while  wearing  a  mask  and  performing  physically  demanding  military 
tasks. 

Psychological  discomfort  of  wearing  the  mask  depends  on  a  number  of  factors.  Some  of  these  have 
been  studied  such  as;  pressure  points  of  the  head  and  face,  sensations  of  breathing  difficulty, 
temperature  and  humidity  inside  the  mask,  or  limits  on  vision,  speech  and  hearing.  Additionally,  there 
is  the  individual's  perception  of  the  degree  of  stress  each  of  these  factors  has  on  his/her  performance. 
Morgan  and  Raven  (1985)  tested  the  hypothesis  that  an  Individual's  likelihood  of  experiencing  distress 
when  exercising  while  wearing  a  mask  could  be  predicted  from  their  level  of  trait  anxiety.  They  tested 
45  male  subjects  by  first  administering  Spielberger's  Trait  Anxiety  Scale  and  then  giving  three 
submaximal  exercise  tests  while  the  subjects  wore  a  self  contained  breathing  apparatus.  Spielberger's 
model  of  trait  anxiety  predicts  that  high  scoring  individuals  would  be  more  likely  to  experience  anxiety 
attacks  when  performing  physically  hard  work  while  breathing  through  a  mask.  Morgan  and  Raven 
predicted  that  subjects  with  trait  anxiety  scores  one  standard  deviation  or  greater  above  the  group  mean 
would  experience  respiratory  distress  during  the  exercise  while  wearing  the  breathing  apparatus.  The 
results  confirmed  their  hypothesis.  Based  on  the  trait  anxiety  scores,  the  "hit"  rate  for  predicting 
distress  was  83  %  and  their  accuracy  for  predicting  no  respiratory  distress  was  97  %.  These  results 
demonstrated  that  anxiety  was  effective  in  predicting  the  development  of  respiratory  distress  during 
exercise  while  wearing  a  breathing  apparatus. 
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It  is  also  recognized  that  breathing  is  difficult,  ventilation  across  the  face  is  limited,  movement  is 
restricted  because  of  the  cumbersome  nature  of  most  equipment  and  wearing  a  respirator  adds  to  the 
energy  cost  of  exercise,  which  in  turn  accentuates  the  effect  of  working  in  a  hot  environment.  Douglas 
(1986)  pointed  out  the  pioblems  caused  by  improper  fitting  causes  "pain  spots”  that  can  become 
intolerable.  An  improperly  designed  valve  may  restrict  breathing  or  irritate  the  wearer  by  flicking  and 
popping.  Communication  is  restricted  and  can  add  to  existing  hazards  in  a  combat  environment. 

A  series  of  studies  accomplished  by  the  U.S.  Army  assessed  the  capability  of  soldiers  to  conduct 
sustained  military  field  operations  while  wearing  Kill  chemical  clothing  ensemble.  The  81  soldiers 
were  administered  a  battery  of  psychological  tests  prior  to  and  after  the  field  operations.  Soldiers  who 
ftiiled  to  complete  the  72-hour  operation  were  classified  as  "casualties”.  The  single  symptom  which 
maximized  the  difference  between  the  survivors  and  casualties  was  that  the  latter  quit  because  it  "hurts 
to  breathe”.  Consequently,  the  perception  of  respiratory  discomfort  could  compromise  the 
performance  of  military  operations. 

All  physiological  problems  associated  with  respirator  wear  were  rather  minor  in  comparison  to  the 
psychological  response  (Shepard,  1962).  It  has  been  shown  that  subjective  tolerance  to  the  respirator 
was  influenced  primarily  by  pressure  exerted  during  inspiration.  This  finding  provides  a  possible  clue 
to  understanding  the  breathing  problems  encountered  by  some  individuals  when  wearing  respirators. 
Even  though  75  to  90  %  of  a  given  population  would  not  experience  discomfort  at  a  given  pressure,  it 
would  not  be  uncommon  for  certain  types  of  individuals  to  experience  anxiety  attacks  under  identical 
circumstances.  Davies,  in  Design  and  Use  of  Respirators  summarizes  the  major  problems  associated 
with  respirator  wear.  Davies  emphasizes  that  modem  filters  and  absorbers  are  very  eftective,  but  the 
main  limitations  of  a  respirator  are  facepiece  leakage,  breathing  resistance,  poor  speech,  impaired 
vbion  and  discomfort.  According  to  Astrand  and  Rodahl  ventilation  increases  in  a  fairly  linear  fashion 
with  increasing  work  load,  but  the  slope  of  this  function  becomes  much  steeper  during  heavy  work 
loads.  The  basis  for  this  increase  in  ventilation  at  higher  work  loads  is  not  entirely  understood.  The 
relatively  small  changes  in  PO2,  PCO2  and  hydrogen  ion  concentration  in  the  arterial  blood  cannot 
explain  the  hyperventilation  observed  in  heavy  work.  The  psychophysiological  consequences  of 
hyperventilation  are  well  known,  and  this  state  will  lead  to  performance  decrements  and  extreme  safety 
risks.  In  other  words,  heavy  exercise  per  se  produces  hyperventilation  and  there  is  evidence 
suggesting  that  wearing  a  respirator  accentuates  the  hyper/entilation  response. 

4.73  Recommendation 

A  method  to  study  psychological  effects  of  the  mask  has  been  developed  by  the  U.  S.  Air  Force.  It 
was  designed  primarily  for  aviation  studies,  but  was  developed  under  a  Joint  Working  Group  for 
Performance  Degradation  in  Chemical  Environments  with  the  U.S.  Army  as  the  program  manager. 

Since  the  same  methods  for  psychological  studies  are  still  in  effect  for  mask  design  study  this 
automated  method  lends  itself  to  the  mask  study  environment  at  the  Advanced  Protective  Systems  Lab. 
The  Performance  Assessment  Test  System  (PATS)  has  the  capability  to  collect,  reduce  and  analyze 
psychological  and  physiological  data.  This  procedure  would  allow  for  a  controlled  study  of  the  mask- 
human  interface,  which  to  date  does  not  exist.  The  following  tests  are  available  with  PATS: 
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Cognitive  Tests 


Sensory  Tests 


Continuous  Tests 


Rare  Event 
Memory  Scanning 
Continuous  Performance 
Display  Monitoring 
Tracking 
Simple  Flash 
Custom  Tests 


Checkerboard 
Unpattemed  Steady  State 
Brain  Stem  Evoked  Response 
Somatosensory 


EEC 
Eyeblink 
Respiration 
Heart  Rate 
EMC 


The  PATS  will  be  available  on  the  hf^clntosh  n  and  is  designed  to  use  off-the-shelf  hardware 
components.  The  PATS  uses  a  menu  format  featuring  a  flexible  navigational  route  which  does  not 
restrict  the  user  to  a  specific  order  of  operations.  Different  tests  can  be  run  simultaneously,  with  16 
channels  available.  Data  reduction  is  available  to  extract  the  relevant  data  for  analysis  and  prepare  it 
for  statistical  analysis,  using  a  resident  statistical  package  which  allows  for  descriptive  and  inferential 
statistics  with  graphing  capability.  The  Point  of  Contact  for  this  system  is  Dr.  Glenn  Wilson  at  (513) 
255-8748,  the  PAT  system  can  be  purchased  from  the  USAF  for  $200.00.  Using  the  PATS  with  the 
respiratory  and  workload  equipment  may  provide  a  superior  picture  of  the  interaction  of  the  protective 
mask  and  soldier  performance  than  has  been  available  in  the  past. 


5.0  Conclusions 


The  objective  for  this  study  was  to  identify  and  describe,  in  detail,  all  special  equipment  needed  to 
conduct  the  tests  of  the  given  subcategories  (vision,  communication,  etc.).  Then  propose  approaches 
for  development  of  special  equipment  and  the  estimated  costs  of  the  equipment  and  estimate  suitable 
requirements  for  each  of  the  degradation  tests  identified.  We  have  succeeded  in  accomplishing  this 
task. 

Other  objectives  were  met  completely  or  in  part.  Battelle  provided  data  on  tests  and  equipment  which 
will  provide  quantitative  assessments  of  degradation,  selected  equipment  \^hich  will  provide  repeatable 
comparisons,  where  possible,  we  have  isolated  each  degradation  category  pd  eliminated  the  human 
variability.  The  test  methods  are  designed  to  identify  the  critical  parameters  for  each  degradation 
subcategory.  1 


6.0  Recommendations 


The  JSOR  requirement  and  the  associated  recommendation  are  summarized  for  ^ch  subcategory  discussed 
in  the  body  of  this  report. 


6.1  Vision 


6.1.1  Luminous  Transmittance  Requirement 

The  luminance  transmittance  shall  be  equal  to  or  greater  than  85  %. 

Recommendation 

The  listed  test  methods  ^e  capable  of  providing  non-subjective,  quantitative  evaluations  of  protective 
lens.  ANSI  Z87.1,  MIL-V-43511  and  CSA-Z94.3  all  advocate  the  use  of  a  spectrophotometer. 

Future  battlefield  threats  may  include  lasers  with  wavelengths  outside  of  the  visible  region.  The  wider 
range  in  wavelength  monitoring  capability  of  the  spectrophotometer  may  prove  useful  when  future 
threats  become  realized. 


6.1.2  Haze  Requirement 

Haze  shall  be  less  than  or  equal  to  5  % . 

Recommendation 

The  GardnerHazemeter  is  recommended  and  should  be  capable  of  providing  quantitative  and  repeatable 
results. 


6.U  Vertical  Prismatic  Deviation  Requirement 

Vertical/horizontal  prismatic  deviation  shall  not  exceed  0.18  diopters.  The  algebraic  sum  and 
difference  of  the  horizontal  deviation  between  the  two  center  points  must  not  exceed  0.50  and  0.18 
diopters  respectively. 

Recommendation 


Both  the  lensometer  and  focimeter  type  instruments  are  capable  of  providing  quantitative  and 
rq)eatable  results.  New  automated  lens  analyzers,  such  as  the  Humphery  Lens  Analyzer,  can  not  only 
measure  prism  deviation  but  also  refractive  power  and  cylinder. 

The  focimeter  (i.e.,  the  Vertometer  of  Reiciiart  Optical)  is  subjective  and  may  reduce  the  reliability  of 
the  data.  The  easiest  method  of  measuring  prism,  refractive  power  and  cylinder  is  the  Humphery  Lens 
Analyzer  system.  This  system  is  compact  and  automated  and  should  provide  non-subjective  repeatable 
measurements. 

6.1.4  Refractive  Power  Requirement 

The  refractive  power  of  the  lens  shall  be  less  than  or  equal  to  0.125  diopters. 

Recommendation 

The  automated  Humphery  Lens  Analyzer  is  capable  of  measuring  prism,  refractive  power  and  cylinder. 
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6.1^  Distortion/Definition/Astigmatisin  Requirement 

Distortion  shall  be  subjectively  compared  to  the  distortion  standards  shown  in  Figure  1  of  Mil-V- 
4351 IB. 

Recommendation 

The  were  no  quantitative  (non-subjective)  methods  of  lersuring  distortion  identified.  The  Ann  Arbor 
optical  tester  should  provide  adequate  distortion  assessments  of  protective  masks. 

6.1.6  Peripheral  Fleld-of-VIew  Requirement 
No  requirements  presented. 

Recommendation 

The  use  of  the  Alderson  50th  percentile  male  head  form  in  the  goniometer  should  be  capable  of 
providing  quantitative  and  repeatable  results.  These  results  should  be  useful  in  FOV  comparisons 
between  di^crent  mask  types. 

The  most  important  issue  to  confront  is  the  lack  of  requirements  for  peripheral  FOV  in  the  JSOR.  In 
fact,  out  of  the  four  standards  reviewed,  only  the  CSA  contained  FOV  requirements.  Further  testing 
may  be  necessary  to  substantiate  the  FOV  requirements.  FOV  requirements  must  be  established. 

6.1.7  Reflecting  Glare  and  Glint  Requirement 
No  established  criteria. 

Recommendation 

Requirement  must  be  defined  before  an  appropriate  test  method  can  be  identified. 

6.1.8  Shatter  Resistance  Requirement 

There  shall  be  no  lens  fractures  or  object  penetration. 

Recommendation 

Both  the  ANSI  Z87. 1  and  the  CSA-Z94.3  test  methods  are  well  described  and  should  provided  reliable 
and  reproducible  results  for  high  mass  impact  tests.  MIL-STD-662  should  be  followed  to  provide  high 
velocity  impact  results.  It  is  recommended  that  the  high  mass  testing  methods  in  ANSI  Z87.1  and  high 
velocity  testing  methods  in  MlL-V-43511  both  be  used. 
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6,2  Communications 
Requirement 

The  mask  shall  permit  intelligible  voice  transmission  (face  to  face)  and  shall  not  interfere  with  hearing. 
It  shall  permit  the  use  of  receiving  and  transmitting  communication  devices  currently  in  use  by  the 
services,  those  now  in  development  and  those  in  use  at  the  time  of  the  new  mask  availability. 

Recommendation 

Mil-Std-I472D  states  the  75%  MRT  level  should  not  be  used  for  operational  equipment.  The  NATO 
standard  of  85%  MRT  should  be  considered  as  the  standard.  Using  the  NATO  standard  will  require 
redesign  of  the  voicemitter  and/or  the  use  of  an  auditory  system  to  assist  the  soldier  in  the  field. 

It  is  recommended  that  since  a  large  monetary  investment  would  be  necessary  to  provide  the  facilities 
already  available  at  the  USAF  Biodynamics  and  Bioengineering  Lab  that  CRDEC  send  any  masks 
requiring  this  specialized  testing  to  the  US  Air  Force. 


6.3  Respiration 
Requirement 

Inhalation  breathing  resistance  shall  be  no  greater  than  55  millimeters  (mm)  of  water  at  85  liters  per 
minute  (Ipm)  for  the  field  version  of  the  mask  and  no  greater  than  70  mm  of  water  at  85 1pm  for  the 
aviation  and  combat  vehicle  masks  with  attached  hoses.  Exhalation  breathing  resistance  shall  be  no 
greater  than  26  mm  of  water  at  85  1pm.  Under  normal  activity,  (undefined)  effective  dead  space  shall 
not  exceed  400  ml. 

Recommendation 

The  research  points  to  the  development  of  tests  which  closely  mimic  specific  tasks  of  the  soldier's 
work  environment.  For  a  total  understanding  of  the  workload  imposed  on  the  human  an  arm/leg 
ergometer  is  recommended.  If  an  arm/leg  ergometer  is  not  feasible,  then  the  leg  ergometer  is 
reconunended. 


With  the  ergometer  (or  treadmill)  the  Medgraphics  Metabolic  Cart  is  recommended  to  collect  data  on 
aerobic,  metabolic,  cardiopulmonary  and  thermal  responses. 

Masks  should  be  tested  by  sealing  the  mask  on  an  Alderson  50%  headform  and  simulate  breathing. 
Human  breathing  is  simulated  in  a  sinusoidal  pattern  with  pressure  transducers  mounted  to  measure 
pressure  drops  during  the  entire  breathing  cycle.  This  type  of  evaluation  allows  for  a  better  simulation 
of  actual  wear  of  the  mask  including  flows  inside  the  mask  and  interference  with  facial  features  or 
mask  structures  than  with  constant  flow  evaluations. 

The  inhalation  and  exhalation  resistance  should  be  kept  to  the  minimum  yet  protect  against  seal 
leakage.  The  design  goal  should  be  to  develop  a  mask  which  has  all  of  the  protection  components,  yet 
when  the  soldier  dons  the  mask  there  is  very  little  change  in  breathing  resistance.  This  is  difficult  to 


accomplish,  but  the  least  amount  of  resistance  which  -will  properly  seal  the  mask  is  recommended  from 
the  physiological  and  psychological  position  of  the  soldiers. 

The  amount  of  breathing  resistance  which  is  described  as  being  physiologically  first  detectable  at  10 
mm  H2O  at  100  1pm,  first  observable  at  8.7  mm  H2O  and  100 1pm,  tolerable  at  15  mm  H2O  and  total 
breathing  resistance  should  be  kept  at  about  12  - 17  mm  H2O  with  inspiratory  resistance  of  6  -14  mm 
H2O.  Further  testing  will  be  required  to  substantiate  these  numbers.  Other  than  laboratory 
experiments,  the  effects  on  actual  soldier  performance  of  different  combinations  of  resistance  have  not 
been  studied.  Most  studies  examine  the  combined  effect  on  soldier  performance  of  the  protective  mask 
and  clothing  system,  therefore  it  is  difficult  to  tease  out  of  the  studies  degradation  due  to  just  the 
breathing  resistance  of  the  mask. 

Filter  Capacity  Recommendation:  The  filter  design  imposes  degradation  on  the  soldier  which  requires 
further  study.  The  best  filter  would  be  one  which  contains  a  sensor  which  recognizes  the  gases  in  the 
air,  analyzes  them  and  increases  or  decreases  the  protection  level  to  protect  the  soldier  when  in  a 
contaminated  environment  and  when  not  in  a  contaminated  environment  the  filters  remain  essentially 
non-existent. 

A  recommendation  for  agent  testing  of  the  mask  is  the  use  of  a  sinusoidal  breathing  system  which 
challenges  the  entire  mask  including  the  filter  with  live  agent  or  simulant.  Exhalation  contamination, 
bi-directional  flows,  human  interface  and  realistic  challenge  should  be  simulated  to  provide 
correlational  results. 

Dead  Space  Recommendation:  The  portion  of  the  population  with  CO2  sensitivity  is  between  2  and  5 
%,  this  group  has  not  been  studied  in  depth  using  changes  in  a  combination  of  heavy  work,  dead  space 
and  breathing  resistance  to  determine  if  the  change  in  dead  space  would  affect  a  large  enough  sample  to 
be  beneficial.  Any  change  in  dead  space  would  also  need  to  be  studied  concerning  the  psychological 
effects  of  moving  the  respirator  closer  to  the  face  and  what  effect  the  thermal  response  to  this  change 
would  be.  The  amount  of  sweating  may  not  permit  moving  the  nose  cup  closer  to  the  face.  There  are 
a  number  of  interactions  which  must  be  studied  before  changes  in  nose  cup  design  can  be  made. 


6,4  Thermal 
Requirement 

The  operational  temperature  range  as  between  2S^F  to  120°F.  There  shall  be  no  degradation  in 
performance  during  wear  within  the  temperature  range.  The  criteria  for  performance  of  common 
military  skills,  as  modified  for  the  temperature  environments,  shall  apply.  Methods  defined  in  the  test 
agency's  test  design  plan  will  be  utiliz^. 

Recommendation 

The  JSOR  does  not  provide  the  level  of  guidance  required  for  the  problem  of  thermal  effects  on  soldier 
performance.  It  is  recommended  that  the  thermal  studies  using  human  subjects  be  conducted  in  this 
chamber.  The  use  of  the  Arm/Leg  Ergometer  (discussed  in  Respiratory  Section)  and  the  MedGraphics 
Metabolic  Cart  would  provide  a  comparison  with  actual  military  tasks  in  hot/wet  or  hot/dry 
environments. 
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To  model  the  effects  of  different  clothing  combinations  with  the  mask  it  is  recommend  that  the  Heat 
Strain  Model  developed  at  ARIEM  be  used. 


6.5  Personal  Support 
Requirement 

As  a  minimum,  the  mask  shall  provide  the  wearer  with  a  drinking  capability  from  the  canteen.  The 
drinking  device  shall  be  capable  of  operating  in  temperatures  above  32”?  to  a  maximum  of  120'’  F. 
The  mask  shall  allow  the  intake  of  one  quart  of  water  within  ten  minutes.  Water  intake  shall  begin  no 
more  than  15  seconds  following  initiation  of  mouth  generated  sucking  pressure.  The  time  required  to 
prepare  the  drinking  device  shall  be  no  more  than  two  minutes.  No  requirement  has  been  established 
for  eating  while  wearing  a  protective  mask. 

Recommendation 

A  flow  rate  device  should  be  constructed  to  measure  both  time  of  water  travel  through  the  drinking 
device  and  the  rate  of  liquid  intake.  These  analyses  and  a  subjective  analysis  test  should  be  used  to 
assess  the  overall  compatibility  of  the  device  with  the  user.  The  length,  diameter  and  placement 
(location  of  the  drinking  tube  and  different  methods  of  water  intake)  of  the  drinking  tube  requires 
research. 


6.6  Compatibility 
Requirement 

The  mask  shall  allow  the  satisfactory  use  of  standard  optical  devices,  be  compatible  with  the  sights  of 
individual  and  crew-ser/ed  weapons,  the  head  harness  shall  not  cause  pressure  points  and  meet  the 
comfort  criteria.  The  comfort  criteria  state  that  trained  soldiers  shall  bj  capable  of  wearing  the  mask 
for  12  hours  while  performing  their  assigned  military  duties  under  conditions  of  moderate  work  rate 
(rmdefined)  and  temperate  climatic  conditions.  The  total  weight  of  the  mask,  carrier  and  mask 
accessories  should  be  as  light  as  possible,  but  shall  not  exceed  4.0  pounds. 

Recommendation 

Compatibility,  comfort,  and  fit  requirements  are  typically  verified  through  human  performance  testing. 
Subjects  don  the  mask  and  perform  normal  tasks.  Observation  of  subjects  and  test  subject  comments 
identify  performance  degradation  areas  caused  by  the  mask.  Also,  during  mask  design/development, 
compatibility,  comfort  and  fit  concern  areas  can  be  addressed  and  many  problems  alleviated. 


6.7  Psychological 
Requirement 

No  JSOR  has  been  established  regarding  the  psychological  aspects  of  protective  equipment. 
Recommendation 

The  Performance  Assessment  Test  System  (PATS)  has  the  capability  to  collect,  reduce  and  analyze 
psychological  and  physiological  data.  This  procedure  would  allow  for  a  controlled  study  of  the 
respirator-human  interface,  which  to  date  does  not  exist 


Glossary 


Diopters:  1/focal  length  in  meters.  A  0.12S  diopter  lens  has  a  focal  point  of  8  meters  (26.25  feet) 
which  is  slightly  beyond  optical  infinity  for  the  eye. 

Distortion/Definition/ Astigmatism:  The  apparent  waviness  or  irregular  displacement  of  an  object 
when  viewed  though  different  areas  of  a  lens.  Astigmatism  is  a  condition  in  a  lens  in  which  there  is  a 
difference  in  refractive  power  in  one  meridian  form  than  in  another  meridian. 

Haze:  The  percent  of  transmitted  light  which  in  passing  through  the  specimen  deviates  from  the 
incident  beam  by  forward  scattering.  For  the  purpose  of  the  test  method  ASTM  D  1003-61  only,  light 
flux  deviating  more  than  2.5”  on  the  average  is  considered  to  be  haze. 

Luminous  Transmittance:  The  ratio  of  transmitted  to  incident  light  (lAW  ASTM  E  308). 

MRT:  Modified  Rhyme  Test. 

Peripheral  Field-of  View:  The  area  in  which  an  image  is  rendered  by  the  eye.  The 
horizontal/vertical  boundary  within  which  the  eye  can  perceive  an  object. 

PCO2:  Pressure  of  Carbon  Dioxide  in  the  blood  stream. 

PO2:  Pressure  of  oxygen  in  the  blood  stream. 

QFF:  Quantitative  Fit  Factor. 

Refractive  Power:  The  ability  of  a  transparent  media  to  converge  or  diverge  light  rays  to  a  real  or 
virtual  focus.  A  measure  of  the  of  a  lens  to  focus  light  rays,  expressed  in  diopters. 

Shatter  Resistance:  An  impact  due  to  hits  on  the  target  (lens)  by  projectiles,  fragments  of  other 
aerodynamically-affected  threat  mechanisms.  Ballistic  resistance  in  a  measure  of  the  capability  of  a 
material  (lens)  of  component  to  stop  or  reduce  the  impact  velocity  and  mass  of  an  impacting  projectile 
of  fragment. 

Vertical  Prismatic  Deviation:  Non-flat  and  parallel  optical  surfaces  cause  a  deviation  in  a  beam  of 
light  towards  the  direction  of  the  thicker  area  of  the  lens.  Prism  power  is  a  measure  of  the  angular 
deviation  expressed  in  prism  diopters  of  a  light  ray  after  passing  along  the  design  viewing  path  through 
the  lens. 
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Equipment  Manufacturers 


COMPANY 

ADDRESS 

CITY 

STATE  ZIP 

American  Bristol  Industries 

1600  West  240th  Street 

Harbor  City 

CA 

90710 

Asbestos  Control  Technology 

P.O.  Box  183 

Maple  Shade 

NJ 

08052 

Atlas  Copco  Turbonetics 

20  School  Road 

Vooriieesville 

NY 

12186 

Bauer 

1328  Azalea  Garden  Drive 

Norfolk 

VA 

23502 

E.  D.  Bullard  Co. 

2680  Bridgeway 

Sausalito 

CA 

94965 

Consumer  Fuels,  Inc. 

7250  Governors  Drive  West 

Huntsville 

AL 

35805 

Critical  Services,  Inc. 

2828  Broad 

Houston 

TX 

77087 

Control  Resource  Systems,  Inc. 

670  Mariner  Drive 

Michigan  City 

IN 

46360 

Ingersol  Rand 

1 1  Greenway  Plaza 

Houston 

TX 

77046 

Joy  Manu&cturing  Co. 

Montgomery  Industrial  Park 

Montgomeryville 

PA 

18936 

3M  Company 

3M  Center  Building  230-B 

St.  Paul 

MN 

55101 

Daboco,  Inc. 

3319  E.  Ten  Mile 

Warren 

MI 

48091 

Davey  Compressor  Co. 

1 1060  Kenwood  Road 

Cinciimati 

OH 

45242 

Deltech  Engineering,  Inc. 

Century  Park,  P.O.  Box  667 

New  Castle 

DE 

19720 

Dynamation,  Inc. 

3748  Plaza  Drive 

Ann  Arbor 

MI 

48104 

Dj^tech  Frontier,  Inc. 

5655  KircherBlvd.  NE 

Albuquerque 

NM 

87109 

Enmet  Corp. 

2307  South  Industrial  Highway 

Ann  Arbor 

MI 

48104 

Hankison  Corp. 

1000  Philadelphia  Street 

Cannonsburg 

PA 

15317 

Industrial  Pump  &  Compressor 

12014  Chain  Lake  Road 

Snohomish 

WA 

98290 

Industrial  Safety  Products 

1502  Telegraph  Road 

Mobile 

AL 

36611 

Rix  Industries 

6460  Hollis  Street 

Emeryville 

CA 

94608 

Sullair  Corp. 

3700  East  Michigan  Blvd. 

Michigan  City 

IN 

46360 

Mine  Safety  Appliances  Co. 

600  Penn  Center  Blvd. 

Pittsburgh 

PA 

15235 

National  Draeger 

101  Technology  Drive 

Pittsburgh 

PA 

15235 

North  Safety  Equipment 

2000  Plainfield  Pike 

Cranston 

RI 

02816 

RhineAir,  Inc. 

8402  Magnolia  Avenue 

Santee 

CA 

92071 

Racal  Airstream,  Inc. 

7209A  Grove  Road 

Frederick 

MD 

21701 

Vortec  Corp. 

10125  Carver  Road 

Cinciimati 

OH 

45242 

V^llson  Safety  Products 

P.O.  Box  622 

Reading 

PA 

19603 
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Fit  Test  Methods 


UNITED  STATES  JOINT  SERVICE  STANDARDIZATION  AGREEMENT 

FOR 

FIT  FACTOR  TESTING 
OF 

MILITARY  MASKS 


1  October  1991 


TERMS  OF  AGREEMENT 

1.  Objective.  To  define  a  standard  fit  factor  testing  method  to  be  used  among  all  Services. 
This  standard  shall  be  used  to  determine  the  quantitative  fit  factor  afforded  to  the  respiratory  tract  and 
eyes  by  developmental  or  fielded  military  Nuclear,  Biological  and  Chemical  protective  mask  systems. 

2.  References.  Air  Standardization  Coordinating  Committee  Agreement  (ASCC)  61/14A 
Feb.  88. 

3.  Agreement.  This  agreement  vonstitutes  a  declaration  to  conform  to  the  provisions  expressed 
herein.  No  departure  therefore,  will  be  made  by  any  participant  without  prior  consultation  with  all 
members. 

4.  Subscription  by  Other  Services.  The  U.S.  Army,  the  U.S.  Navy,  the  U.S.  Air  Force,  and 
the  U.S.  Marine  Coijps  subscribe  to  this  standard. 

5.  Protection  pf  Proprietary  Rights.  This  restriction  concerning  the  release  of  technical 
information  as  result 'of  this  standard  should  be  clearly  indicated  by  all  services  or  any  individuals  on 
releasing  the  whole  or  part  of  the  information  for  any  purpose  whatsoever. 

6.  R^ervations,  None 
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1.0  Title:  United  States  Joint  Service  Standardization  Agreement  for  Fit  Factor  Testing  of  Military 
Masks. 

2.0  Introduction: 

2. 1  The  purpose  of  this  test  is  to  quantitatively  measure  the  overall  leakage  of  fielded  or 
developmental  military  masks  for  the  determination  of  the  lit  factor  performance.  It  may  also  be  used 
to  assess  mask  fit  degradation,  if  any,  due  to  changing  the  canister  or  other  mask  components. 

2.2  The  performance  of  a  mask  system  is  commonly  measured  in  terms  of  a  fit  factor  which  is 
expressed  as  the  ratio  of  the  challenge  concentration  of  a  substance  outside  a  mask  to  the  concentration 
measured  within  a  mask  during  a  given  period  of  time.  The  term  fit  factor  used  in  the  context  of  this 
standard  is  meant  to  reflect  in  quantitative  terms  the  quality  of  the  face  seal  that  an  individual  has 
obtained  in  a  set  of  standard  laboratory  conditions. 

2.3  Reproducibility  of  the  fit  factor  results  are  difficult  due  to  the  variable  test  conditions  and  various 
human  factors.  The  fit  of  the  mask,  therefore,  shall  be  determined  under  the  set  of  conditions  specified 
in  this  standard  so  that  mask  performance  can  be  more  accurately  compared  by  all  the  Services. 

3.0  Standard  Reference  Test  Equipment  and  Aerosol: 

3.1  A  com  oil  aerosol  test  system,  generally  in  accordance  with  Figure  1,  shall  be  used.  It  consists  of 
an  aerosol  generator,  an  air  dilution  blower,  test  chamber,  sampling  system,  photometer  detection 
system,  and  data  collection  system. 

3.1.1  A  light  scattering  photometer,  capable  of  accurately  measuring  fit  factors  of  at  least  20,000, 
shall  be  used  to  measure  the  aerosol  challenge/leak  concentration. 

3.1.2  Generally,  the  aerosol  generating  system  consists  of  a  source  of  clean,  dry  laboratory 
compressed  air,  pressure  regulator  and  gauge,  aerosol  impactor,  mixing  plenum  and  dilution  room  air 
to  control  the  aerosol.  The  challenge  aerosol  (test  chamber  atmosphere)  is  produced  by  atomization  of 
the  com  oil  contained  in  a  generator's  reservoir  at  room  temperature.  When  the  compressed  air  enters 
the  aerosol  generator,  a  coarse  aerosol  is  produced  by  high-velocity  air  jets  that  shear  off  droplets  of 
the  com  oil.  The  aerosol  then  enters  the  impactor  column  which  removes  the  larger  particles,  thus 
producing  an  aerosol  within  the  desired  particle  size  range.  Once  the  aerosol  passes  through  the 
impactor,  it  is  mixed  with  room  make-up  air. 

3.2  Hie  test  challenge  shall  be  a  non-toxic  corn  oil  aerosol  approved  for  human  use. 

3.2.1  The  test  chamber  aerosol  concentration  shall  be  between  20  and  40  Mg/m3  with  Mass  Median 
Aerodynamic  Diameter  (MMAD)  of  0.4  to  0.6  um.  The  geometric  standard  deviation  shall  be  less 
than  2.0.  The  test  chamber  shall  be  capable  of  maintaining  spatial  uniformity  within  +/-  S  %  in  the 
vicinity  of  the  respirator  being  tested.  The  challenge  aerosol  concentration  shall  not  vary  as  a  function 
of  time  more  than  +/- 10  %  over  the  duration  of  a  single  test  (approximately  15  minutes). 
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SCHEMATIC  DIAGRAM  OF  CORN  OIL.  TEST  APPARATU 


3.2.2  The  aerosol  challenge  shall  be  characterized  to  verify  that  the  aerosol  is  within  physical 
parameters  specified  in  para.  3.2.1.  Typical  calibration  procedures  for  the  aerosol  characterization 
equipment  are  provided  in  Appendix  A. 

3.3  The  standard  reference  sampling  rate  shall  be  one  liter  per  minute  per  sample  location. 

4.0  Test  Conditions  and  Procedures; 

4.1  Human  test  subjects  shall  be  representative  of  the  Services'  anthropometric  distribution.  Test 
subjects  shall  be  selected  based  upon  the  Services'  requirements  for  the  mask  system  being  tested.  At 
a  minimum,  the  anthropometric  measurements,  face  length  (Menton-Nasal  Root  Depression  or  Menton- 
Sellion)  and  face  width  (Bizygomatic  diameter)  shall  be  taken  for  mask  size  determination.  In  addition, 
neck  circumference  shall  be  recorded  for  systems  that  use  a  neckdam  or  second  skirt. 

4.2  The  masks  shall  be  properly  sized  and  fitted  on  clean-shaven  human  test  subjects.  The  use  of 
expert,  assisted,  and  unassisted  sizing/fitting/donning  techniques  will  depend  on  the  specific  test 
objectives.  Expert  assisted  sizing/fitting/donning  procedures  shall  be  the  primary  method. 

4.3  Testing  shall  be  conducted  using  a  minimum  of  32  subjects. 

4.4  An  exercise  routine  intended  to  stress  the  face  seal  and  approximate  field  use  conditions  shall  be 
used.  Each  exercise  shall  be  performed  for  one  minute  in  duration. 

4.4. 1  A  standardized  set  of  core  exercises  shall  be  used  to  evaluate  the  two  major  mask  categories, 
aircrew  and  non-aircrew.  These  core  exercises  shall  be  performed  in  sequence  as  shown  in  Table  1, 
paragraphs  1.0  and  2.0. 

4.4.2  Additional  exercises  can  be  performed  following  the  core  set.  The  number,  type  and  sequence 
of  these  optional  exercises  can  vary  depending  on  the  type  of  mask  system  being  ev^uated  and  specific 
test  objectives.  Examples  of  a  few  of  the  more  commonly  used  exercises  are  listed  in  Table  1, 
paragraph  3.0. 

4.4.3  Specific  unique  core  exercise  sets  may  be  needed  to  properly  evaluate  a  given  mask  system. 

Use  of  a  non-standard  exercise  routine  shall  be  coordinated  and  agreed  upon  with  the  Joint  Services 
and  user  representatives. 

4.5  Human  test  subjects  shall  wear  appropriate  uniforms  and  individual  protective  garments,  based 
upon  the  Services'  requirements  and  test  objectives. 

4.6  The  quality  assurance  tests  shall  be  performed  on  the  mask  systems  prior  to  and  at  the  conclusion 
of  the  evaluation.  The  quality  assurance  (QA)  test  procedures  for  the  U.S.  Army  Mask  Systems  will 
be  issued  by  the  U.S.  Army,  CRDEC.  Other  Services  will  provide  QA  procedures  for  their  mask 
systems. 
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4.7  The  primary  sampling  location  shall  be  in  the  eye  region.  Alternate  and/or  additional  sample 
probe  locations  may  be  used  and  will  depend  upon  the  mask  system  being  tested.  Sampling  is 
accomplished  with  short  length  of  tubing  that  connects  the  sample  probe(s)  in  the  mask  to  the  aerosol 
detector  unit.  The  method  in  which  the  sampling  probe(s)  is  used  shall  not  interfere  with  respirator 
performance  and  shall  minimize  sampling  biases.  When  sampling  in  the  eye  cavity,  the  optimum 
position  of  the  sampling  probe  is  approximately  1/4  inch  brom  the  skin  halfway  between  the  eyes. 
When  sampling  in  the  oral/nasal  cavity,  the  optimum  sampling  probe  position  is  approximately  1/4 
inch  from  the  skin  at  the  point  of  quadrilateral  symmetry  of  the  mouth  and  nose.  The  exact  position(s) 
of  the  sample  probe(s)  will  depend  upon  the  design  of  the  mask  being  evaluated. 

4.8  Fit  factor  data  calculations  shall  be  performed  in  accordance  to  Appendix  B. 

5.0  Use  of  Non-standard  Fit  Test  Systems: 

5.1  When  a  system  is  used  other  than  the  standard  fit  testing  system,  a  valid  correlation  to  the 
standard  must  be  determined. 

5.2  Services  selecting  non-standard  instrumentation  and/or  non-standard  challenge  atmosphere  (aerosol 
or  vapors)  shall  be  responsible  for  developing  and  validating  the  correlation  methodology  used.  When 
appropriate,  conversion  factors  shall  be  determined  to  convert  non-standard  test  data  into  values  that 
would  be  observed  using  the  standard  fit  test  system.  Appendix  C  provides  an  example  of  the 
correlation  methodology  used  to  compare  fit  factor  results  obtained  from  a  non-standard  aerosol  system 
(e.g.  a  salt  fog  system)  to  the  standard  com  oil  bt  test  system. 

6.0  Reporting  of  the  Results: 

6. 1  Results  of  all  fit  factor  testing  will  be  reported  in  terms  of  values  that  would  be  observed  under 
the  standard  reference  test  conditions  (Section  4.0).  As  a  minimum,  fit  factor  testing  reports  shall 
include  the  following: 

(1)  Test  conditions  and  procedures 

(2)  Sizing/Fitting/Donning  techniques  -  - 

(3)  Description  of  statistical  analysis 

(4)  Overall  fit  factor  results  for  each  subject  along  with  fit  factors  by  exercise  (as  defined  by 
paragraphs  2  and  3  of  Appendix  B) 

(5)  Anthropometric  data  for  each  subject 

(6)  Method  and  conversion  factors  used  to  calculate  fit  factors  (when  using  a  non-standard  test  system) 
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TABLE  1 


EXERCISE  PROTOCOL  FOR  MASK  LEAKAGE  TESTING 


1.0  Core  Exercises  for  the  Non-Aircrew: 

1.1  Normal  breathing. 

1.2  Deep  breathing. 

1.3  Side  to  side  head  movement  (once  per  second). 

1.4  Up  and  down  head  movement  (once  per  second). 

1.5  Recite  the  rainbow  passage. 

1.6  Facial  expressions  pawning,  frowning,  smiling  and  rotating  chin). 

1.7  Touch  the  floor  and  reach  for  ceiling. 

1.8  On  hands  and  knees  look  up,  left  and  right  (once  per  second). 

2.0  Core  Exercises  for  the  .Aircrew: 

2.1  Normal  breathing. 

2.2  Deep  breathing. 

2.3  Walk  in  place  with  side  to  side  head  movement. 

2.4  Up  and  down  head  movement  (once  per  second). 

2.5  Recite  the  rainbow  passage. 

2.6  Facial  expressions  pawning,  frowning,  smiling  and  rotating  chin). 

2.7  Touch  the  floor  and  reach  for  ceiling. 

2.8  On  hands  and  knees  look  up,  left  and  right  (once  per  second). 

2.9  Walk  up  and  down  stairs. 

2.10  Transition  from  ground  mode  to  air  mode 

2.11  Reaching  in  all  direction  (seated). 

2.12  "Check  six"  (seated,  looking  back  over  each  shoulder). 

2.13  Perform  Valsalva. 

3.0  Optional  exercises: 

3.1  Sight  rifle 

3.2  Move  boxes 

3.3  Jog/walk  in  place 

3.4  Climb  up  and  down  stairs 

3.5  Mask  tension  adjustment 

3.6  Drink 

3.7  Perform  core  aircrew  exercises  in  air  and/or  ground  mode. 
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APPENDIX  A 


Calibration  Procedures  for  Aerosol 
Characterization  Equipment 

1.  The  calibration  of  aerosol  measuring  and  sampling  devices  is  facilitated  by  the  use  of 
monodispersed  aerosols.  When  the  size  or  concentration  of  the  aerosol,  or  both,  are  known  to  a 
sufficiently  high  degree  of  accuracy,  the  aerosol  can  be  referred  to  as  an  aerosol  standard.  The 
calibration  test  equipment  (Fig.  A-1)  consists  of  a  latex  microsphere  generation  system,  an  air  dilution 
system,  sampling  chamber,  aerosol  particle  counter  and  aerosol  particle  filter.  A  laser  particle  counter 
can  be  used  for  characterization  of  the  aerosol  (e.g.,  com  oil)  by  correlating  the  laser  counter's  test 
data  with  that  of  polystyrene  latex  spheres  (PSL)  of  known  particle  size. 

NOTE:  It  is  important  that  the  aerosol  has  fully  equilibrated  before  reaching  the  sampling  chamber. 
For  that  reason,  a  mixing  chamber  is  included  where  dilution  air  is  introduced  separate  from  the 
sampling  chamber. 

2.  The  measurement  instruments  should  be  calibrated  to  manufacturers'  specifications  and  calibration 
curves  updated  every  three-month  to  six-month  period  depending  on  frequency  of  use. 

3.  Aerosol  Calibration  Procedures: 

a.  The  laser  particle  counter  should  be  calibrated  with  monodispersed  Polystyrene  Latex  (PSL) 
particles,  of  sizes  as  indicated  below,  packaged  as  aqueous  suspensions  at  25  %  solids,  diluted  with 
distilled  water  (4  drops/ 125  ml). 

b.  The  concentration  of  polystyrene  latex  in  the  test  aerosol  should  be  directly  proportional  to  the 
concentration  of  the  PSL  spheres  in  the  solution  in  tlie  atomizer. 

4.  Components  of  Aerosol  Calibration  Test  Apparatus 
a.  Latex  microspheres,  Duke  Scientific  Corporation. 


Mean  Diam.  (um) 

Description 

Catalog  Numbers 

15mi  lOOml 

0.106 

Polystyrene  Latex 
Particles 

5010A 

5010B 

0.198 

Polystyrene  Latex 
Particles 

5020A 

5020B 

0.305 

Polystyrene  Latex 
Particles 

503 1 A 

503  IB 

0.497 

Polystyrene  Latex 
Particles 

5050A 

5050B 

0.966 

Polystyrene  Latex 
Particles 

5095A 

5095B 

1.050 

Polystyrene  Latex 
Particles 

5100A 

5100B 

SCHEMATIC  DIAGRAM  OF  CALIBRATION  APPARATUS 


0.  Micro  Laser  Particle  Counter,  Model  Micro  LPC-HS*  Measuring  Systems,  Inc. 
c.  Polystyrene  Latex  Filter  Equipment,  Nuclepore  Corporation. 

(1)  Polycarbonate  membrane  47mm. 


Diam  (urn) 

Catalog  Numbers 

0.2 

111106 

0.4 

111107 

1.0 

111110 

(2)  Swinook  holder  47mm. 


Catalog  Numbers 

1  unit 

8  units 

420410 

420400 

d.  Airlife  Nebulizer,  American  Hospital  Supply,  MontClair,  CA. 


Catalog  Number 
002002 


>1J»PENDIX  B 

Fit  Factor  Calculation  Method 
1.  Fit  Factor: 

The  protection  provided  by  a  respirator  assembly  against  a  challenge  agent  is  expressed  as  the  ratio  of 
a  concentration  inside  the  respirator  over  a  challenge  concentration;  this  ratio  is  called  the  Penetration. 
The  reciprocal  of  this  ratio  is  called  the  Fit  Factor.  Both  terms  are  presented  by  the  following 
equations: 


P  = 


^  respirator 
C  challenge 


and 


C  challenge 
FF  =  - 

C  respirator 

where  P  =  penetration 
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C  respirator  ~  average  concentration  of  challenge  agent  inside  the  respirator  (mg/m^) 

C  challenge  ~  average  challenge  concentration  (mg/m^) 

FF  =  Fit  Factor 

2.  Average  Leakage  Concentration  per  Exercise: 

The  results  of  a  Fit  Factor  test  are  usually  expressed  by  a  graph  showing  the  instantaneous  ratio  of  the 
in-respirator  and  challenge  concentrations  in  the  form  of  Penetration  or  Fit  Factor  versus  time.  The 
duration  of  each  of  the  exercises  in  this  example  is  60  seconds.  Within  one  exercise,  the  computer 
collects  data  at  the  rate  of  two  data  points  per  second.  Hence,  the  average  penetration  for  one  exercise 
can  be  expressed  as: 

P  exercise  ~  ^  ~ 

i=l  n 


where  n  =  the  number  of  data  points  collected  per  one  minute  exercise, 
and  Pj  =  the  individual  measured  penetration  data  point. 

3.  Overall  Fit  Factor: 

In  the  same  way,  the  overall  Fit  Factor,  which  represents  the  Fit  Factor  over  the  duration  of  the  test,  is 
expressed  as: 

1  m  P  exercise,  i 

-  =  Z  - - 

overall  *** 


where  m  =  number  exercises  in  one  complete  test. 

4.  Data  Presentation 

a.  The  overall  fit  factor  shall  be  calculated  from  the  arithmetic  mean  of  equally  weighted  exercises  of 
aerosol  penetration  over  the  sampling  period. 

b.  The  graphical  representation  shall  be  on  the  log  -  normal  scale.  Data  shall  be  transformed  using 
log  base  ten  prior  to  statistical  analysis. 

c.  The  mean,  median  and  percent  unacceptable  by  exercise  and  overall  shall  be  reported  as  well  as 
the  aerosol  particle  size  and  particle  numbers. 


APPENDIX  C 


Correlation  of  other  Fit  Test  Systems 
to  the  Standard  Reference  System 

The  standardized  data  handling  and  exercise  protocols  are  two  steps  needed  to  be  able  to  compare  fit 
test  results  from  different  tests  in  different  locations.  Calibration  detection  instrumentation  to  account 
for  instrument  differences  is  a  third.  Unfortunately,  not  all  the  potential  differences  between  tests  can 
be  quantitatively  accounted  for  because  different  tests  will  use  different  subject  pools  and  fit  may  differ 
each  time  a  person  dons  a  mask. 

Given  that,  a  correlation  method  is  needed  to  account  for  potential  differences  due  to  the  sampling 
aerosol  choice,  the  di^erences  in  aerosol  generation,  differences  in  sampling  rates,  both  dynamics,  etc. 

Once  a  test  system  has  been  properly  calibrated  according  to  the  method  described  in  Appendix  A,  or 
in  some  manner  appropriate  to  the  system,  a  systems  test  using  calibrated  leaks  is  needed.  In  this 
calibrated  leak  device,  two  filters  are  placed  in  series.  Also  placed  in  line  is  a  holder  for  a  medical 
serum  septum.  Figure  C-1  illustrates  an  example  of  a  calibraticjn  apparatus. 

I 

This  apparatus  is  placed  in  the  test  chamber  and  should  be  located  as  close  as  is  practical  to  a  typical 
placement  for  a  subject's  head.  The  sampling  line  is  then  hook^  up  downstream  of  the  serum  septum. 

! 

Different  hypodermic  needles  are  then  used  to  create  a  series  ofj  calibrated  leaks.  Included  are  a  fully 
closed  position,  where  no  needle  pierces  the  septum,  and  a  fully  open,  where  the  septum  is  removed. 

Three  different,  one  minute  samples  should  be  taken  for  each  cdndition  on  three  different  days  over  a 
three  week  period.  The  calibrated  leak  device  should  than  be  s^nt  to  CRDEC  where  a  similar  test  is 
performed  with  the  standard  reference  system. 

Comparing  the  data  from  the  system  in  question  and  the  standard  reference  system  should  provide  a 
correlation  factor.  Actually,  depending  upon  system  dynamics,! several  correlation  factors  may  be 
found,  which  vary  depending  upon  the  range  of  the  leak.  The  liumber  of  correlation  coefficients 
cannot  be  determined  except  on  a  case  by  case  basis.  j 
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Calibrated  Leak  Device 
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